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Abstract: Discrimination of Enterobacteriaceae and Non-fermenting Gram Negative Bacilli by MALDI-TOF Mass Spec-
trometry 

Matrix assisted laser desorption/ionization time of flight mass spectrometry (MALDI-TOF MS) has proven to be an effec-
tive identification tool in medical microbiology. Discrimination to subspecies or serovar level has been found to be chal-
lenging using commercially available identification software. By forming our own reference database and using alterna-
tive analysis methods, we could reliably identify all implemented Enterobacteriaceae and non-fermenting gram negative 
bacilli by MALDI-TOF MS and even succeeded to distinguish Shigella sonnei from Escherichia coli (E. coli) and Salmo-
nella enterica spp. enterica serovar Enteritidis from Salmonella enterica spp. enterica serovar Typhimurium. Further-
more, the method showed the ability to separate Enterohemorrhagic E. coli (EHEC) and Enteropathogenic E. coli (EPEC) 
from non-enteropathogenic E. coli. 
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 Since matrix assisted laser desorption/ionization time of 
flight mass spectrometry (MALDI-TOF MS) has become a 
more and more effective tool for species identification in 
clinical microbiology [1-4], many studies tried to evaluate its 
performance compared to conventional phenotypic and 
genotypic identification systems [5-11]. Especially by using 
commercially available MALDI-TOF MS data analysis 
software, satisfying results in the discrimination of predomi-
nantly gram negative bacilli were achieved. Some authors 
already encountered difficulties in the discrimination of 
closely related species and began to develop alternative, not 
commercially available, analysis software. 

 In order to optimize reliable discrimination we evaluated 
the performance of MALDI-TOF MS in the identification of 
gram negative bacilli based on a database containing strains 
previously identified by the API systems (bioMérieux S.A., 
Marcy L’Etoile, France) and checked reproducibility in a 
blindfolded study with strains previously identified by the 
VITEK II system (bioMérieux S.A.). Both tools are widely 
spread standard identification systems for bacteria [12]. As 
already indicated above, the aim of our study was not only to 
discriminate between genetically distinct species, but also 
between closely related species like E. coli and Shigella  
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sonnei or Salmonella enterica spp. enterica serovars Enteri-
tidis and Typhimurium which so far need additional tests 
such as agglutination reactions for definite species identifica-
tion. He et al. investigated the performance of the Biotyper 
software (Bruker Daltonics, Germany) in the identification 
of enteric bacterial pathogens and failed to distinguish Shig-
ella spp. and Enterohemorrhagic E. coli (EHEC) from non-
enteropathogenic E. coli [9]. Dieckmann et al. demonstrated 
a reliable method to distinguish strains of Salmonella en-
terica to the subspecies level, but not yet different serovars 
[5]. Karger et al. applied a method comparable to the one 
used by the aforementioned author to discriminate between 
shiga toxin producing serotypes of E. coli and encountered 
difficulties in finding optimal data analysis parameters al-
lowing no reproducible and reliable discrimination [11]. 

 Since we already achieved good results by using our 
own, alternative statistical analysis software in recent studies 
[13-15], we attempted to optimize identification rates for 
gram negative bacilli by MALDI-TOF MS by establishing 
our own database of gram negative bacilli with a total of 219 
strains from 17 species and 12 genera. Fifteen species of 
Enterobacteriaceae and 2 species of non-fermenting gram 
negative bacilli were included (Table 1). As proposed by 
Seng et al. [7], we established spectra of about 10 strains as a 
reference for each species in the database (for illustration see 
Fig. 1). Those strains were clinical isolates from the routine 
diagnostics laboratory of our institute.  

 Previous identification of the implemented strains from 
clinical specimens was conducted in a standard manner be-
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ginning with microbiological culture which yielded pure 
growth of lactose non-fermenting and fermenting Gram 
negative rods (selective medium Endo-Agar (bioMérieux 
S.A.). The strains were further identified by Gram stain and 
key reactions, i.e. KOH, indole, oxidase as well as with 
commercially available API systems (API 20 E, ID 32 E, ID 
32 GN and API 20 NE, bioMérieux S.A.). Organisms identi-
fied as Salmonella spp. (lactose negative) were subjected to 
subsequent serovar determination by serotyping agglutina-
tion according to the Kauffmann-White scheme using Sal-
monella antisera from Sifin (SIFIN Institut für Immun-

präparate und Nährmedien GmbH, Berlin, Germany). Any 
inconsistent specimens were identified genotypically by 16S 
rDNA amplification which was performed with the primers 
609V and 699R as described by Ackermann et al. [16] re-
sulting in a PCR product of approx. 300 bp. Amplification 
sequences were compared using the NCBI BLAST database 
(http://www.ncbi.nlm.nih.-gov/blast/Blast.cgi). 

 All strains were isolated from clinical specimens, includ-
ing blood cultures, wound swabs, urine, stool and specimens 
from the respiratory tract, i.e. sputum, tracheal aspirate, 
bronchoalveolar lavage (BAL) and tissue specimens. 

Table 1. Formation of Our Database 

Species Strains (n) Spectra (n) * 

Escherichia coli 19 148 

Klebsiella pneumoniae 19 136 

Klebsiella oxytoca 10 80 

Enterobacter cloacae 19 146 

Enterobacter aerogenes 9 72 

Proteus mirabilis 20 152 

Proteus vulgaris 10 78 

Salmonella Enteritidis 10 80 

Salmonella Typhimurium 10 80 

Serratia marcescens 10 80 

Shigella sonnei 9 71 

Yersinia enterocolitica 9 70 

Citrobacter freundii 10 77 

Morganella morganii 8 57 

Acinetobacter baumanii 10 80 

Pseudomonas aeruginosa 37 219 

Total 219 1626 

*Multiple spectra from a total of four specimens per each single strain were acquired at two distinct dates to check reproducibility and taking strain and re-
cording specific variations into account. 

 
Fig. (1). Illustration of a typical MALDI-TOF MS spectrum for E. coli. Mass over charge ratios (m/z) are plotted with their 
corresponding relative intensities. By the parameters and materials we used, mass peaks were generally found up to a m/z of 
10.000. Above 10.000 only few samples showed reproducible peaks. 
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 The following reference strains were used to validate 
appropriate species affiliation of the clinical samples: E. coli 
ATCC 25922, E. coli GSM 2163, Klebsiella pneumoniae (K. 
pneumoniae) 911 (a strain from an interlaboratory test in 
Germany) and Pseudomonas aeruginosa (P. aeruginosa) 
ATCC 27853. 

 To check the accuracy of our database and to evaluate 
MALDI-TOF MS discrimination potential compared to an-
other phenotypic detection system (VITEK II), 99 strains 
isolated from clinical specimens (blood cultures, wound 
swabs, urine, stool and specimens from the respiratory tract, 
i.e. sputum, tracheal aspirate, broncheoalveolar lavage and 
tissue specimens) and routinely identified by VITEK II in 
our lab were subjected to MALDI-TOF MS analysis in a 
blindfolded manner.  

 In order to analyze bacterial specimens by MALDI-TOF 
MS, multiple colonies from a pure culture were transferred 
to plastic tubes and cell lysis was conducted with trifluoroa-
cetic acid (Merck, Darmstadt, Germany). The centrifuged 
cell lysates were brought to MALDI-TOF MS stainless steel 
target plates after vacuum centrifugation and α-cyano-4-
hydroxycinnamic acid (Bruker Daltonics, Bremen, Germany) 
was used as a matrix [15]. 

 MALDI-TOF MS spectra were acquired with a Bruker 
Autoflex II mass spectrometer (Bruker Daltonics, Germany) 
with a nitrogen laser (λ=337nm) operated in the positive 
linear mode (delay 350ns, voltage 20 kV; mass over charge 
ratio (m/z) ranging from 2,000 to 12,000) under control of 
FlexControl software (version 2.4; Bruker Daltonics). Each 
spectrum was obtained by averaging 500 laser shots acquired 
in automatic mode at the minimum laser power being neces-
sary for ionization of the samples. The calibration strain for 
each MALDI-TOF MS optical measurement was E. coli 
GSM 2163 from New England BioLabs. Data files were 
transferred to FlexAnalysis software (version 2.4; Bruker 
Daltonics) for automated peak extraction. With this soft-
ware, 50 peaks were automatically labeled in each spectrum 
according to their appearance above the background (thresh-
old ratio 1.5). Correct labeling was controlled manually. 
Peak lists containing masses and intensities were exported 
as Excel-files [14, 15]. 

 The data analysis was not performed by the Biotyper 
system provided by Bruker Daltonics, but by MatLab based 
algorithms (Version 7.10.0.499; The Math-Works Inc., 
Natick, MA) which were edited at the Institute of Biochem-
istry [14, 15]. Thus, peaks from all spectra belonging to one 
species were aligned to species-specific peak-clusters by 
forming mass-dependent windows over the peaks, taking the 
strain- and recording-specific variations of peak masses into 
account. Statistical similarity analysis was carried out by 
hierarchical clustering and dendrograms ware calculated on 
the basis of distance matrices by using a complete linkage 
function. For closely related species, we used classification 
algorithms, based on support-vector-machines (SVM) featur-
ing an efficient two class classification. This was achieved 
by training the algorithm with a set of spectra of bacteria of 
known identity, according to our reference database. An 
error estimate of the class prediction was carried out by cal-
culation of a 10-fold cross-validation error for the training 
group. For this purpose, the training set was first divided into 

10 subsets of equal size. Sequentially, one subset was tested 
by using the classifier trained on the remaining nine subsets. 
Thus, each probe of the training set was predicted once. The 
cross-validation accuracy is the percentage of data which 
were correctly classified (correct rate) [14, 15]. While estab-
lishing the reference database we soon achieved excellent 
results in discriminating the species from one another by 
using statistical similarity analysis software. SVM algo-
rithms were necessary for the separation of E. coli and Shig-
ella sonnei and the two salmonella serovars. In some cases 
Enterobacter cloacae (E. cloacae) clustered together with E. 
coli and Shigella sonnei – in those cases SVM application 
could also resolve the discrepancies. In order to proof our 
results while establishing the database we subjected the 99 
strains identified by VITEK II to MALDI-TOF MS identifi-
cation.  

 The blindfolded study showed that MALDI-TOF MS 
could correctly identify 95% of the strains according to the 
previous VITEK II identification. Four strains were misiden-
tified: one K. pneumoniae as E. coli (S36), one Enterobacter 
aerogenes (E. aerogenes) as Serratia marcescens (S. 
marcescens) (S37), one E. cloacae as E. coli (S89), and one 
Shigella sonnei as E. coli (S67). The four strains were subse-
quently subjected to API identification and 16s rDNA se-
quencing to resolve the discrepancies.  

 By this re-testing procedure isolate S37 was identified as 
S. marcescens and isolate S67 as Shigella sonnei. The two 
remaining misidentified specimen could not be identified 
unequivocally and were excluded from our study. In conclu-
sion, a correct identification rate of 99% was achieved. Even 
Shigella sonnei was correctly distinguished from E. coli in 4 
of 5 cases and the closely related S. enterica spp. enterica 
serovar Enteritidis and S. enterica spp. enterica serovar Ty-
phimurium were properly identified (Table 2). 

 Table 2 illustrates our results in the identification by 
MALDI-TOF MS compared to the VITEK II machine. As 
inconsistencies have arisen, those specimens were identified 
by another biochemical method (API) or even by serological 
and genotypic methods as mentioned above. The third col-
umn illustrates the results after the second identification (re-
testing). The correct identification rate is calculated on the 
match after the re-testing. 

 In addition, we evaluated the performance of our analysis 
software in the discrimination of non-enteropathogenic E. 
coli from its pathotypes Enteropathogenic E. coli (EPEC) 
and Enterohemorrhagic E. coli (EHEC), respectively.  

 Spectra of 12 EPEC and 7 EHEC strains, previously 
identified by genotypic systems as mentioned above [16] and 
according to Hauswaldt et al. [17] (also including Endo-Agar 
selective growth and beta-lactamase screening by Etest (AB 
bioMérieux, Solna, Sweden)), were acquired. Further analy-
sis was conducted as described for the aforementioned study. 
Definite discrimination was achieved by using SVM algo-
rithms, where one class was defined by the known spectra of 
non-enteropathogenic E. colis from our database and the 
other by those of one of the pathotypes, respectively. The 
classification resulted in a correct rate of 96% for EHEC and 
a correct rate of 97% for EPEC indicating a reliable discrimi-
nation of the two pathotypes from non-enteropathogenic E. 
coli. 
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CONCLUSION 

 Our results show that MALDI-TOF MS has a definite 
potential to distinguish closely related species and subspecies 
of Enterobacteriaceae from one another. As we could al-
ready indicate for the future detection of antibiotic resistance 
in Enterobacteriaceae and P. aeruginosa, powerful statisti-
cal classification algorithms even manage to distinguish 
between closely related serovars and serotypes of Enterobac-
teriaceae.  

 Therefore, further improvement of data analysis software 
and the continuous acquisition of new reference spectra are 
of outstanding importance. The lack of specific reference 
spectra, especially of clinical isolates and genetically closely 
related specise, depicts an issue of the Biotyper database that 
other authors [5, 9] have encountered before. The variation 
of parameters in the statistical analysis also constitutes a 
burden for the implementation of MALDI-TOF MS in rou-
tine diagnostics for closely related serotypes or serovars of 
one species as indicated by Karger et al. for shiga toxin pro-
ducing E. coli serotypes [11]. Thus it is preferable to conjoin 
multi-central acquired reference spectra and experience in 
the statistical analysis of the latter to form a reliable and 
powerful identification tool for routine microbiological diag-
nostics. 
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