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Introduction and purpose: The increasing number of patients undergoing hemodialysis 

and the limited number of access sites have resulted in an increasing number of techniques to 

maintain vascular access for hemodialysis. Thrombosed arteriovenous (AV) fistulas with large 

venous aneurysms have poor treatment results, with both endovascular and surgical techniques, 

leading to a high rate of definitive AV access loss. The purpose of this study was to review the 

feasibility and initial results of this novel endovascular treatment of thrombosed AV fistulas 

with large venous aneurysms.

Materials and methods: A novel endovascular treatment technique of inserting nitinol auto-

expandable uncovered stents stretching through the whole puncture site area, thus creating a 

tunnel inside the thrombus, was retrospectively analyzed and described.

Results: A total of 17 stents were placed in 10 hemodialysis fistulas, with a mean venous cov-

erage length of 17.8 cm. In all the cases, 100% technical success was achieved, with complete 

restoration of blood flow in all patients. There were no procedure-related complications. The mean 

follow-up was 167 days (range 60–420 days), with a primary and assisted patency of 80% and 

100%, respectively. No multiple trans-stent struts-related complications were observed. Three 

stent fractures were diagnosed with plain films at the site of puncture without consequence in 

the venous access permeability.

Conclusion: The “stent tunnel technique” is a feasible, safe and effective alternative to salvage 

native hemodialysis access, thus extending the function of the venous access with no signs of 

stent-related complications and a respectable midterm patency.

Keywords: vascular access, hemodialysis, endovascular procedure, thrombosed native hemo-

dialysis, aneurysm, stent, stent tunnel technique

Introduction
Dysfunction of vascular hemodialysis access in patients with end-stage renal disease 

is a major health problem associated with increased morbidity, mortality and health 

care costs. Therapeutic alternatives in nonfunctioning or thrombosed vascular access 

include open surgical repair and various endovascular techniques, such as percutaneous 

transluminal angioplasty (PTA), thrombectomy, thromboaspiration and fibrinolytic drug 

treatment. Underlying lesions can also be treated using balloon catheters alone or in 

combination with intravascular stents. If, after these efforts, reflow is not achieved, the 

vascular access gets abandoned.1 A precipitating factor for acute thrombosis of a native 

hemodialysis fistula is the presence of venous aneurysms. Recently, self-expandable 

covered stents have been used for the treatment of thrombosed and non-thrombosed 

pseudoaneurysms in hemodialysis fistulas with good initial clinical results.2–5 With 
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that experience as a background, we developed the “stent 

tunnel technique” which is based on the placement of a 

self-expanding non-covered nitinol stents inside the thrombi 

covering the whole length of the puncture site to reestablish 

the blood flow.

The objective of this retrospective study was to review 

the feasibility and initial results of a novel endovascular 

treatment of thrombosed arteriovenous (AV) fistulas with 

large venous aneurysms.

Materials and methods
A total of 10 patients with native fistulas in which flow 

restoration could not be achieved through conventional 

percutaneous techniques were treated using the stent tunnel 

technique. All patients were informed about the procedure 

and signed the corresponding informed consent. The research 

protocol ethics committee of our hospital approved the col-

lection of data from patients’ clinical records, preserving the 

confidentiality of their identity.

Angiographic technique
The concept of this technique consists of placing uncovered 

self-expanding nitinol stents from the anastomosis to the 

venous segment distal to aneurysms without thrombus, 

generating a tunnel or flow channel through the thrombus 

so that it can later be used to puncture. Figure 1 shows the 

angiographic technique.

Diagnostic angiography was performed through a brachial 

artery access (abbocath 20 G), as arterial access can be of 

great help during recanalization, since it allows proper con-

trol of the physiological (antegrade) flow. Intravenous bolus 

of 5000 U of heparin was administered, while antibiotic 

prophylaxis was not deemed necessary.

In the first five patients a manual thromboaspiration with 

catheter was initially attempted, but failed. Therefore, in the 

same procedure, the stent tunnel technique was performed 

with good results.

In the remaining five patients, the stent tunnel technique 

was performed directly.

In the patients who attempted thromboaspiration, the 

stents were inserted through the same vascular access. In the 

latter group of patients, the stents were inserted through the 

femoral vein (n=1), internal jugular vein (n=2) and the vein 

distal to the anastomosis (n=2). In all patients, a 0.89 mm 

hydrophilic guidewire was used to perform the recanaliza-

tion of access.

The stents were inserted using primary stent technique (no 

previous dilation) with the objective of covering the whole 

thrombosed segment and dialysis puncture sites.

After stent placement, PTA was performed using bal-

loon catheters according to the stent diameters. The mean 

of stent diameter used was 7–8 mm and was determined by 

the diameter of the anastomosis. Finally, the sheaths were 

removed from the vein puncture site suturing the vascular 

access and applying local compression to the corresponding 

femoral or jugular vein. In the arterial puncture site, local 

compression was manually applied for 5 minutes. Procedure 

was considered successful when residual stenosis was <30% 

A B C D

Figure 1 Showing the angiographic technique in patient case 9.
Notes: (A) Photograph of the URL showing a native humerocephalic fistula with large venous aneurysms on the puncture site area. (B) Angiography of the URL obtained 
through an abbocath catheter that shows vascular access thrombosis. (C) Control fistulogram showing patency of the whole vascular access with contrast material flowing 
inside the stents through an intrathrombal channel: stent tunnel technique. (D) Radiography of the stents during follow-up.
Abbreviation: URL, upper right limb.
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while achieving complete flow restoration and hemodialysis 

could be performed through the AV fistula.

Lifelong antiaggregation with 100 mg acetylsalicylic 

acid was indicated.

Follow-up was performed using Doppler ultrasound and 

plain films to evaluate vascular patency and stent integrity, 

respectively.

Results
All treated AV accesses were thrombosed native fistulae with 

one or more venous aneurysms. All patients were undergoing 

chronic hemodialysis. Eight were male and two were female. 

The mean age was 76 years old (range 54–87 years old).

All patients were treated within the first week of thrombosed 

vascular access. The characteristics of the treated hemodialy-

sis fistulas and the stents used are shown in Table 1. Primary 

patency was 80% while assisted primary patency was 100%. 

All treated fistulas presented with large venous aneurysms. 

In nine cases, the aneurysms were located at the arm while in 

the remaining fistula the aneurysm was found at the forearm.

A total of 20 self-expandable non-covered nitinol stents 

were placed for hemodialysis access salvage, on average two 

stents per fistula. The mean stent-covered length was 17 cm 

(range 6–26 cm).

Restoration of blood flow was achieved in all cases. No 

procedure-related complications were observed up to 30 days 

after treatment. Eight of the vascular accesses were success-

fully used for hemodialysis the day after stent placement, 

while in two patients the vascular access was successfully 

used 1 week after treatment.

There were no puncture site-related complications (16 

G needle) during hemodialysis. The mean follow-up was 

167 days (range 60–420 days). During the follow-up, two 

patients died from non-procedure-related deaths. One of the 

patients suffered from an abdominal aortic aneurysm rup-

ture, while the second one died of sudden death at home. In 

both cases, hemodialysis was still being performed through 

the stented AV fistula. In the remaining eight patients, two 

needed a second intervention due to high venous pressure 

during hemodialysis, one after 70 days and another one after 

182 days. In the first patient, contrast medium injection 

showed a stenosis of the distal cephalic vein. This lesion was 

not observed in the initial angiography and was therefore 

considered “de novo.” Dilation of the stenosis was performed 

with an 8 mm high-pressure balloon catheter (Extreme; 

Cordis, Miami Lakes, FL, USA). In the second patient, 

stent fracture in one of the puncture sites was observed and 

multiple areas of stenosis were found during diagnostic angi-

ography. High-pressure balloon angioplasty of the stenotic 

areas was performed (Extreme) while an additional stent 

was placed on the fracture site. Both patients were able to 

continue using the AV fistulas for hemodialysis without any 

further complication.

During the follow-up, three patients suffered from stent 

fractures at the puncture site without impact on vascular 

patency nor did it result in other complications. Nevertheless, 

it was decided that fracture sites should be avoided when 

puncturing the fistulae.

In three patients, follow-up Doppler ultrasound showed 

recanalization of venous aneurysms, evidenced by flow 

around the stents, allowing nurses to puncture these patients 

avoiding the stents.

Discussion
Hemodialysis fistulas using a vein conduit have shown supe-

rior patency rates than prosthetic grafts. However, in case of 

thrombosis, venous fistulas are more difficult to treat and 

patency at short-term follow-up is unsatisfactory.6,7

Open surgical repair or endovascular treatment has been 

proposed. As recommended by the clinical practice guidelines 

of the National Kidney Foundation (NKF)-Kidney Disease 

Outcomes Quality Initiative (KDOQI), each institution 

Table 1 Characteristics of the treated hemodialysis fistulas and the stents used

Patient 1 2 3 4 5 6 7 8 9 10

Fistula location RUABC RUABC RUABC RUABC LFRC LUABC LUABC LUABC RUABC RUABC
Time (months)* 20 40 28 31 110 19 81 108 64 7
Previous interventions 2 4 2 3 0 0 2 2 2 0
Aneurysm One One Multiple Multiple Multiple Multiple Multiple Multiple Multiple Multiple
Type of stent Smarta Smarta Edwardsb Absolutec Absolutec 

and Smarta

Misagod 
and Smarta

Smarta and 
Maris Pluse

Maris Pluse Smarta Maris Pluse

Number of stents 2 1 1 2 3 4 2 2 2 1
Total length of stent (cm) 13 6 17 18 18 26 25 20 22 15

Notes: *Time from fistula creation to stent placement. aCordis, Miami Lakes, FL, USA. bEdwards Lifesciences Corporation, Irvine, CA, USA. cAbbott Vascular, Santa Clara, 
CA, USA. dTerumo Medical Corp., Somerset, NJ, USA, eMedtronic Invatec, Minneapolis, MN, USA.
Abbreviations: LFRC, left forearm radiocephalic; LUABC, left upper arm brachiocephalic; RUABC, right upper arm brachiocephalic.
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should use their preferred procedures due to the complexity 

of revascularization techniques.1

Endovascular therapies include mechanical thrombec-

tomy, manual catheter aspiration, fibrinolysis and/or removal 

of the blood clot using a balloon catheter. These techniques 

can be followed by PTA and stent placement of underly-

ing lesions. No matter which technique is selected to treat 

this vascular condition; they all need to be assessed with 

regard to technical success and patency rates. With regard 

to technical success, the reported result for the previously 

mentioned techniques ranges from 76% to 100%,6 while 

our success rate with the stent tunnel technique was 100%. 

Our elevated success rate might be explained by the sim-

plicity of our solution which does not attempt to extract the 

thrombus, an extremely complex task in native thrombosed 

vascular accesses which are also associated with big venous 

aneurysm, but rather tries to create a flux tunnel through the 

insertion of the stents.

With regard to patency success rates, Jain et al8 reported 

treating 41 vascular hemodialysis accesses using mechani-

cal thrombectomy resulting in a primary patency of 20% at 

6 months with a secondary patency of 54%. With the use 

of manual catheter aspiration, 73 hemodialysis accesses 

were treated by Turmel-Rodrigues et al7 reporting a pri-

mary patency rate of 9% at 12 months when the fistulas 

were localized at the arm and 49% when localized at the 

forearm. Secondary patency rates at 12 months were 50% 

and 81%, respectively. When fibrinolysis was the preferred 

technique, Rajan et al9 reported, in 25 treated fistulas a 

primary patency rate of 36%, 28% and 24% at 3, 6 and 

12 months, respectively. In our series, we had a primary 

patency of 80% and a primary assisted patency of 100% 

after 167 days of the mean follow-up. Even if we take 

the four patients with longer follow-up, in them we have 

302 days of the mean follow-up with primary and primary 

assisted patency rate of 75% and 100%, respectively. The 

use of non-covered self-expandable stents has been previ-

ously reported for the treatment of central venous obstruc-

tions, recurrent stenosis and stenosis with recoil after PTA 

and in venous ruptures.10–12 There are many reports with 

covered stents in aneurysmatic vessels for mural thrombus 

fixation and to prevent thrombus migration with good ini-

tial results.2–5,13 Zaleski et al14 treated 11 AV grafts using 

metallic stents for intragraft stenosis. During the follow-up, 

eight stent fractures were detected due to compression and 

repeated punctures but without clinical impairment. The 

authors suggested that self-expandable nitinol stents could 

be more resistant to compression and repeated punctures 

than metallic ones. Kinning et al15 reported two cases of 

stent fracture out of 24 fistulae with pseudoaneurysms 

treated with nitinol-covered stents.

The reported incidence of stent fractures in nitinol 

stents is low when stents are placed in the arm veins. Stent 

fractures appear to be a common problem in repeated 

punctures of dialysis fistulas, as reported by Rhodes and 

Silas12 and Zaleski et al;14 however, nitinol stents might be 

more resistant to stent fractures than balloon-expandable 

stents. Vogel and Parise16 reported in a series of 60 patients 

with nonfunctioning AV grafts only one case of stent frac-

ture. In this case, the stent was placed crossing the elbow 

articulation. Supported by these findings, we decided to 

place self-expandable nitinol stents in hemodialysis fis-

tulas. Nevertheless, we still found stent fractures in three 

of our patients (30%), but as no impact on the use of the 

fistula was reported despite the presence of the fractures, 

we believe that it might not be a variable that impacts on 

the permeability of the access.

There are a number of limitations to our study. The first 

one is we were able to treat only a small number of patients 

with this technique as it is being used as a last resource in 

our institution for the time being. The limited number of 

patients we were able to treat precludes us from deriving 

evidenced-based conclusions to the utility of this technique 

in this clinical scenario. Nonetheless, despite the small 

number of patients presented in this study, this technique 

has already been used successfully for other vascular 

conditions in hemodialysis fistulas supporting the safety 

of the procedure. Another limitation of our study is the 

short follow-up of our patients, being 2 months the short-

est follow-up and almost 9 months our longest follow-up, 

thus hindering our ability to predict for how much time 

will the fistula remain usable through the implementation 

of this technique. Despite this short follow-up, to be able 

to salvage a hemodialysis fistula and delay the need for 

the creation of a new one even for a short amount of time 

is an effort worth making even if in the long run the stent 

re-thrombosis happened, which is something that has not 

yet happened in any of our patients.

Conclusion
The stent tunnel technique could offer a safe, feasible and 

effective alternative to salvage thrombosed native hemodialy-

sis access, thus extending the function of the venous access 

with no signs of stent-related complications and a respect-

able midterm patency. These results need to be confirmed in 

larger clinical trials.
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