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Abstract

Purpose

A newly developed head-mounted perimeter termed “imo” enables visual field (VF) testing

without a fixed head position. Because the positional relationship between the subject’s

head and the imo is fixed, the effects of head position changes on the test results are small

compared with those obtained using a stationary perimeter. However, only ocular counter-

roll (OCR) induced by head tilt might affect VF testing. To quantitatively reveal the effects of

head tilt and OCR on the VF test results, we investigated the associations among the head-

tilt angle, OCR amplitude and VF testing results.

Subjects and methods

For 20 healthy subjects, we binocularly recorded static OCR (s-OCR) while tilting the sub-

ject’s head at an arbitrary angle ranging from 0˚ to 60˚ rightward or leftward in 10˚ incre-

ments. By monitoring iris patterns, we evaluated the s-OCR amplitude. We also performed

blind spot detection while tilting the subject’s head by an arbitrary angle ranging from 0˚ to

50˚ rightward or leftward in 10˚ increments to calculate the angle by which the blind spot

rotates because of head tilt.

Results

The association between s-OCR amplitude and head-tilt angle showed a sinusoidal relation-

ship. In blind spot detection, the blind spot rotated to the opposite direction of the head tilt,

and the association between the rotation angle of the blind spot and the head-tilt angle also

showed a sinusoidal relationship. The rotation angle of the blind spot was strongly correlated

with the s-OCR amplitude (R2�0.94, p<0.0001). A head tilt greater than 20˚ with imo causes

interference between adjacent test areas.

Conclusions

Both the s-OCR amplitude and the rotation angle of the blind spot were correlated with the

head-tilt angle by sinusoidal regression. The rotated VF was correlated with the s-OCR
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amplitude. During perimetry using imo, the change in the subject’s head tilt should be limited

to 20˚.

Introduction

A head-mounted perimeter termed “imo” (CREWT Medical Systems, Inc., Tokyo, Japan) is a

newly developed portable standard automated perimeter (SAP) that was released in 2015 [1].

Because the imo is compact, it can be carried and used to test the visual field (VF) anywhere.

Furthermore, using the imo, highly accurate measurement results can be obtained with exami-

nation times nearly equivalent to those of widely used SAPs such as the Humphrey Field Ana-

lyzer (HFA) (Carl Zeiss Meditec, Dublin, CA, USA) and Octopus perimeter (Haag-Streit,

Koeniz, Switzerland).

Because the imo is head-mounted, subjects do not need to fix their head position during an

examination. Thus, patients who could not previously participate in VF testing with a station-

ary perimeter might be able to undergo perimetry with the imo. Additionally, the positional

relationship between the subject’s head and the imo is fixed; therefore, the effects of head posi-

tion changes on VF measurements are small compared with those obtained with the stationary

perimeter. However, only ocular counter-roll (OCR) induced by head tilt might affect VF

testing.

When the head is tilted around the visual axis, a partially compensatory torsional eye move-

ment occurs in the direction opposite to the head tilt. This eye movement is termed OCR.

OCR is a compensatory vestibulo-ocular reflex (VOR) that stabilizes retinal images when the

head is tilted [2]. OCR is classified into two types: dynamic and static. Dynamic OCR (d-OCR)

is derived from both the semicircular canals and the otolith organs during active head roll

movement [2–4]. Static OCR (s-OCR) is derived only from the otolith organs, particularly the

utricles, which respond to gravitational direction changes while the head is kept tilted [2,4–9].

When the head is tilted during perimetry, the VF rotates, and the measurement point might

interfere with adjacent test areas. Two factors are involved in this VF rotation: 1) the head-tilt

angle and 2) the amount of OCR that is generated according to the head-tilt angle. To measure

the VF more accurately, particularly when using the imo, we must clarify the relations among

head tilt, OCRs and VF testing results, which have not been reported to date.

The purpose of our study was to quantitatively determine the effects of head tilt and OCRs

on VF test results using the imo. Our hypothesis was that in perimetry with imo, the VF rotates

through the OCR angle alone and toward the opposite direction from the head tilt because the

head and the imo are always synchronized. To test the hypothesis, we observed OCRs and per-

formed blind spot detection while subjects kept their head tilted at arbitrary angles. Based on

our results, we determined the head-tilt angle that did not affect the VF test results.

Subjects and methods

A new head-mounted perimeter “imo”

An imo is equipped with two separate sets of optical systems and pupil-monitoring systems for

the right and left eyes. Therefore, the imo can independently perform target presentations and

pupil monitoring for either eye. This approach enables assessment of the VF not only monocu-

larly but also binocularly at the same time (binocular random single-eye test).

A test target is displayed on a full high-definition (HD) transmissive liquid crystal display

with high-intensity, light-emitting diode (LED) backlights. The surface of the target presentation
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is set 1 m away from the subject. The fixation target is set with a luminance of 8 cd/m2 (25.1

asb), a background luminance of 10 cd/m2 (31.4 asb), and a 0.5˚ visual angle.

The imo has an eye-tracking system to follow eye movement from the fixation point and

correct the location of target presentation. For the eye-tracking system, the imo carries three

near-infrared LED monitors with a wavelength of 950 nm. Images are recorded using an

SXVGA resolution (1,280 × 960 pixels) complementary metal-oxide-semiconductor (CMOS)

sensor with a maximum frame rate of 54 Hz.

The imo also carries a gravitational acceleration sensor and monitors the subject’s head

position three-dimensionally in real time. The measurement accuracy is set to ±0.22˚.

Subjects

We studied 40 eyes of 20 healthy human subjects (11 males, 9 females; mean age, 33.7 ± 5.8

years; SE, right eye: -4.09 ± 2.64 D, left eye: -4.13 ± 2.82 D). The exclusion criteria were as fol-

lows: best corrected visual acuity < 1.0, refractive error greater than 7 D sphere, refractive

error greater than 2.50 D cylinder, an ocular surgical history, ocular diseases that might cause

VF loss, systemic diseases likely to affect the subject’s visual functions and fusion dysfunction

because of strabismus. Furthermore, we examined the subjects’ history to confirm present and

past histories of vestibular, neurologic or ophthalmologic diseases. Subjects with histories of

those diseases were also excluded.

This cross-sectional study followed the tenets of the Declaration of Helsinki, and all the par-

ticipants provided written informed consent after the ethics committee of Kindai University

Faculty of Medicine (no. 26–239) approved the study.

Methods

S-OCR measurement with head tilt. The imo can produce a head tilt toward different

directions and at different velocities. However, it is considered that OCRs during typical VF

testing consist mostly of s-OCRs because there is a lower incidence of rapid changes in the

head position that alter torsional angular acceleration. Therefore, in this study, we observed s-

OCRs.

We measured s-OCR amplitudes binocularly and head-tilt angles using a built-in gravita-

tional acceleration sensor. Before each test, the subject’s head was kept upright for at least 15

sec. Next, the subject’s head was tilted toward a randomly selected head-tilt angle at a velocity

of 2˚/sec or lower. After reaching the target head-tilt angle, the head position was maintained

at that angle. We made observations for 65 sec continuously in a single test. Head-tilt angles

ranged from 0˚ to 60˚ to the right or left in 10˚ increments in one session of testing. During

the test, the subject maintained central fixation as in conventional perimetry. All subjects

underwent three sessions of tests, with each session performed on a separate day.

Eye movements were recorded in real time using the monitors for the eye-tracking system.

The eye-tracking mode itself was not used. To track and measure torsional eye positions, we

used a torsion method based on iris pattern recognition. In this method, the first frame was

used as a reference. First, in the reference frame, we selected the two iris areas that were 1.56

mm apart from the pupillary edge, and the size was set to 1 mm × 1 mm. Second, the two iris

areas were continuously tracked during recording. By comparing each recorded frame with

the reference frame, the ocular torsion amount was computed by calculating the rotation angle

of the two selected iris areas and by averaging the values. Third, we averaged all the ocular tor-

sion values obtained at each targeted head-tilt angle. Then, we determined the average as the

amplitude of the s-OCR. We defined the rotation of the eyes and head position in a clockwise

direction from the subject’s point of view as positive rotation.
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To avoid image processing errors of the apparatus, we eliminated data in which the three

lights reflected from the three near-infrared LED monitors could not be identified and data in

which the difference between the ocular torsion in two tracked iris areas in one eye was greater

than 5˚. Furthermore, we set aside the data obtained during the first 15 sec after setting the

subject’s head at each head-tilt angle to minimize the effects of d-OCRs.

Blind spot detection with head tilting. To examine blind spot detection under the same

conditions as those in s-OCR, we performed the binocular random single-eye test. Before each

test, the subject’s head position was maintained at a targeted head-tilt angle for at least 15 sec.

The head-tilt angles ranged from 0˚ to 50˚ to the right or left in 10˚ increments.

As a blind spot detection program, most of the 234 test points were arranged temporally

within a 13˚ × 19˚ area with a central focus on (16˚, -2˚) in 1˚ steps (Fig 1). The test target

luminance was a single light of 31.8 cd/m2 (100 asb), and the background luminance was 10

cd/m2 (31.4 asb). The target size was Goldmann size III (0.431˚ visual angle). The target pre-

sentation duration was 200 msec. The eye-tracking mode itself was not used.

Consecutive non-response areas of all 234 test points were considered to represent the

blind spot. We defined the average of all the coordinates in the blind spot as the barycenter.

Then, we calculated the difference between the barycenter angle in the vertical head position

and in each head position. This difference was defined as the rotation angle of the blind spot.

We considered the rotation of the eyes, head position and blind spot in a clockwise direction

from the subject’s point of view as positive rotation.

We re-examined the tests when the rates of false positives and false negatives were greater

than 3%, the blind spot was vague or the distance between the barycenter and fixation point

differed by more than ±10% compared with the distance in the vertical head position.

Statistical analysis

Regression analysis was performed to explore the relationships between the head-tilt angle and

the amplitude of s-OCRs and between the head-tilt angle and the rotation angle of the blind

Fig 1. Blind spot detection program. Most of the 234 test points were arranged temporally within a 13˚ ×
19˚ area with a central focus on (16˚, -2˚) in 1˚ steps. We determined that consecutive non-response areas

represented the blind spot.

https://doi.org/10.1371/journal.pone.0185240.g001
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spot. A mixed effects model [10] with subjects as a random effect was applied to take variance

among subjects into account. In this analysis, linear and sinusoidal regression models with a 0

intercept were fitted, and Akaike’s information criterion (AIC) was used to determine the best

fit. The coefficients of determination (R2) were also calculated. Furthermore, linear regression

analysis with a 0 intercept was performed to explore the relationship between the amplitude of

the s-OCR and the rotation angle of the blind spot. All statistical analyses were performed

using JMP version 13.0 software (SAS Institute Inc., Cary, NC).

Results

In all subjects, we observed torsional eye movement in the direction opposite to the head tilt

while the subject kept their head tilted, i.e., s-OCR. In blind spot detection with head tilting,

we detected rotation of the blind spot in the direction opposite to the head tilt in all subjects at

all head-tilt angles.

Head-tilt angle and amplitude of the s-OCR

The amplitudes of the s-OCRs tended to be large as the head-tilt angle increased in both eyes

and in either direction of head tilting. Table 1 summarizes the calculated values of the coeffi-

cient of determination and AIC, which revealed that the head-tilt angles and amplitudes of s-

OCRs showed a better fit with sinusoidal regression than with linear regression in both eyes.

Fig 2 shows all raw data for each subject and the estimated regression equation. The ampli-

tudes of the s-OCRs differed among subjects. The respective regression coefficients were

-0.143 and -0.145 in the right and left eyes, which suggested that the amplitudes of the s-OCRs

at each head-tilt angle had nearly the same effect in both eyes.

The gain of the s-OCR was defined as the ratio between the amplitude of the s-OCR and the

head-tilt angle. The mean gain ± standard deviation (SD) values for 10˚, 20˚, 30˚, 40˚, 50˚ and

60˚ of head tilting to the right were 20±7%, 17±5%, 14±4%, 12±3%, 11±3% and 10±2%, respec-

tively. The mean gain ± SD values of head tilt to the left were 22±7%, 19±6%, 17±5%, 15±4%,

13±3%, and 13±3%, respectively.

We further evaluated the respective inter- and intra-individual variabilities using between-

and within-individual SDs. These values were calculated from the s-OCR values observed in

three sessions of tests for all 20 individuals at every head-tilt angle. The results are shown in

Table 2 for inter-individual variability and in Table 3 for intra-individual variability.

Head-tilt angle and rotation angle of the blind spot

Fig 3 shows the results of a 33-year-old male subject under the following conditions: the head

position was upright and tilted 50˚ to the right and left. We detected the blind spot rotation in

the direction opposite to head tilting. All subjects showed the same tendency.

Table 1. Coefficient of determination (R2) and Akaike’s information criterion (AIC) for linear and sinusoidal regression models.

R2 AIC

Ratio of head-tilt angle to: Linear Sinusoidal Linear Sinusoidal

Amplitude of s-OCR

Right eye 0.93 0.94 -1013 -1055

Left eye 0.92 0.94 -1038 -1075

Rotation angle

of the blind spot

Right eye 0.91 0.91 -756 -774

Left eye 0.91 0.91 -775 -794

https://doi.org/10.1371/journal.pone.0185240.t001
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The rotation angle of the blind spot tended to be large as the head-tilt angle increased in

both eyes. As shown in Table 1, the head-tilt angle and the rotation angle of the blind spot also

showed a better fit sinusoidal regression than with linear regression in both eyes. Fig 4 shows

all the raw data for each subject and the estimated regression equation. The respective regres-

sion coefficients were -0.175 and -0.171 in the right and left eye.

Amplitude of s-OCR and rotation angle of the blind spot

Fig 5 shows the correlation between the amplitude of the s-OCR and the rotation angle of the

blind spot in both eyes. These values were strongly correlated in both eyes (right eye: R2 = 0.94,

p<0.0001, left eye: R2 = 0.94, p<0.0001).

VF rotation and interference between adjacent test areas

When the VF rotates beyond the acceptable angle, the measurement point interferes with adja-

cent test areas. Table 4 summarizes the acceptable maximum VF rotation angle based on the

degree of eccentricity and shows the head-tilt angle that generated the s-OCR amplitude equal

to this acceptable maximum VF rotation angle. The head-tilt angle was calculated using the

estimated regression equation shown in Fig 2.

The acceptable maximum VF rotation angle does not lead to interference between adjacent

test areas. The head-tilt angle that generated the acceptable maximum VF rotation angle was

calculated using the estimated regression equation shown in Fig 2.

As shown in Table 4, the peripheral test areas, that is, at 27˚ eccentricity in the 30–2 pattern

and at 9˚ eccentricity in the 10–2 pattern, were first affected by the VF rotation. The acceptable

maximum VF rotation angle and the head-tilt angle at these peripheral test points were 6.34˚

and 50˚, respectively. As shown in Fig 2, at a 50˚ head tilt, the amplitude of the s-OCR was

Fig 2. Relationship between head-tilt angle and S-OCR amplitude. The amplitude of the s-OCR tended to

be large as the head-tilt angle increased in both eyes and in either direction of head tilting. This relationship

was indicated by sinusoidal regression. The amplitudes of the s-OCRs differed among the subjects.

https://doi.org/10.1371/journal.pone.0185240.g002

Table 2. Between-individual SDs at every head-tilt angle, indicating inter-individual variability.

Head-tilt angle 10˚ 20˚ 30˚ 40˚ 50˚ 60˚

Right eye

Tilt to the right 0.71 0.96 0.96 1.20 1.17 1.13

Tilt to the left 0.70 1.25 1.44 1.63 1.63 1.84

Left eye

Tilt to the right 0.71 0.99 1.09 1.27 1.32 1.20

Tilt to the left 0.71 1.15 1.49 1.61 1.78 1.94

https://doi.org/10.1371/journal.pone.0185240.t002
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greater than 6.34˚ in approximately half the subjects. At a 20˚ head tilt, the s-OCR was less

than 6.34˚ in all subjects.

Discussion

Our study showed that both the s-OCR amplitude and the rotation angle of the blind spot

were correlated with the head-tilt angle by sinusoidal regression. Furthermore, we proved that

the rotated VF was correlated with the amount of s-OCR in perimetry with imo.

During perimetry, subjects rarely tilt their heads rapidly. We therefore adopted a method

for measuring s-OCRs while excluding the d-OCR as much as possible in this study. To be spe-

cific, we set the velocity of the head tilt to 2˚/sec or lower [11] and randomly selected the head-

tilt angle [6]. We also set aside the data obtained during the first 15 sec after setting the sub-

ject’s head at each head-tilt angle [6,12]. Additionally, we observed s-OCRs across three days

with one test session per day. This strategy was employed for two reasons. The main reason is

that we considered the effects of mounting or removing the imo on measurements of s-OCRs.

We wished to verify the intra-individual variability caused by the effects of mounting and

removing the imo. Testing on separate days means that the imo was mounted and removed on

each day. The other reason is associated with the problem of measurement time. It has been

reported that arousal of consciousness affects VOR [13] and that VOR has short-term adapta-

tion [14]. Because of these findings, we wished to shorten the measurement time as much as

possible.

The amplitude of the s-OCRs obtained from our study differed not only between individu-

als but also within the same individual. Tables 2 and 3 summarize the s-OCR variabilities and

Table 3. Within-individual SDs at every head-tilt angle, indicating intra-individual variability.

Head-tilt angle 10˚ 20˚ 30˚ 40˚ 50˚ 60˚

Right eye

Tilt to the right 0.65 0.74 0.94 0.96 1.14 1.17

Tilt to the left 0.69 1.12 1.02 1.38 1.16 1.21

Left eye

Tilt to the right 0.60 0.88 0.68 0.81 1.16 1.02

Tilt to the left 0.55 1.08 0.96 1.02 1.33 1.09

https://doi.org/10.1371/journal.pone.0185240.t003

Fig 3. Blind spot detection results of a 33-year-old male subject. The barycenter of the blind spot rotated

by head tilting. At a 50˚ head tilt to the right, the barycenter rotated in a counterclockwise direction. At a 50˚

head tilt to the left, the barycenter rotated in a clockwise direction.

https://doi.org/10.1371/journal.pone.0185240.g003
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indicate the inter-individual variability and the intra-individual trial-to-trial variability, respec-

tively. Indeed, both of the variabilities tended to increase as the head-tilt angle increased. We

speculate that the inter-individual variability originated from the functional capability of the

otolith organs or the torsional limitation of the extraocular muscles. Intra-individual variabil-

ity might be normally observed and might be caused by the action of mounting or removing

the imo.

Our study showed a sinusoidal relationship between the amplitude of the s-OCR and the

head-tilt angle; this result is consistent with the results of previous reports [6,11,12,15,16]. The

gain of s-OCRs found in our study is also in good agreement with previously reported values

[6–9,17], although the methods used for the measurement and analysis of s-OCRs in our study

differed from those used in previous studies. Our values showed the existence of limits on the

amplitude of the s-OCRs and indicate that the compensation of the head-tilt angle amount by

the s-OCR was low and decreased as the head-tilt angle increased. It is unclear whether these

limitations are based on the normally limited torsional capacity of the extraocular muscles per

se or on the limited responses of the otolith organs [8].

During the perimetry assessment, if the measurement point moves a distance equal to half

the test location interval or more, that is, 3˚ in the test with a 6˚ test location interval and 1˚ in

the test with a 2˚ test location interval, the measurement point interferes in adjacent test areas.

Table 4 shows the acceptable maximum VF rotation angle based on the degree of eccentricity.

The measurement points in the periphery are first affected by the VF rotation, as indicated by

Fig 4. Relationship between head-tilt angle and rotation angle of the blind spot. The blind spot rotated

in the direction opposite to the head tilt in all subjects at all head-tilt angles. The rotation angle of the blind spot

tended to be large as the head-tilt angle increased in both eyes. This relationship showed sinusoidal

regression.

https://doi.org/10.1371/journal.pone.0185240.g004

Fig 5. The correlation between S-OCR amplitude and rotation angle of the blind spot. These values

were strongly correlated in both eyes (right eye: R2 = 0.94, p<0.0001, left eye: R2 = 0.94, p<0.0001), which

strongly suggested that the rotated VF was correlated with the s-OCR amplitude in perimetry with imo.

https://doi.org/10.1371/journal.pone.0185240.g005
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the value of 6.34˚ observed for a 50˚ head tilt. It is highly unlikely that the head position

changes this value substantially during perimetry. However, as previously mentioned, the

amplitude of the s-OCR differs substantially among individuals and even among the same

individual. In fact, in this study, an s-OCR greater than 6.34˚ was found in approximately half

of the subjects when the head was tilted at a 50˚ angle. At a 20˚ head tilt, the s-OCR was less

than 6.34˚ in all subjects. At a 30˚ head tilt, the s-OCR exceeded 6.34˚ in more than 5% of the

subjects. Based on these results, we suggest the existence of little interference between adjacent

test areas when the subject’s head is tilted by less than 20˚ during perimetry with imo.

This study targeted healthy young subjects. In clinical practice, however, perimetry is

mostly performed on glaucoma patients, who are typically elderly. S-OCR reflects the function

of the otolith organs. However, this function declines with age [11,12]. Additionally, the ampli-

tude of the s-OCR decreases with a decline in the function of the otolith organs. Thus, in clini-

cal testing, the amplitude of the s-OCR might be lower than the amplitude measured in this

study.

In conventional perimetry, however, the VF rotates with involvement of the head-tilt angle

and the s-OCR amount. The portion of the head-tilt angle not compensated for by s-OCR

would make the VF rotate in the same direction as the head tilt. Our results indicated that the

maximum OCR compensation was approximately 20%. This low compensation by s-OCR

indicates that VF rotation occurs in large part because of the head-tilt angle in conventional

perimetry. The head fixation is, of course, a precondition in stationary perimetry; however, a

small head-tilt angle amount compared with that observed in imo might cause interference

between test areas.

Our study has two limitations. One is that the sample size was small. Considering the vari-

abilities of s-OCRs, future studies should enroll more cases. The other is that we targeted only

healthy, young subjects. In the future, we should also study cases from different age groups

and with pathological VF, such as glaucoma.

To examine VF as accurately as possible, the OCR should be analyzed in real time with

feedback for measurement of the VF. Indeed, we plan to correct eye torsion during VF testing

using the eye-tracking system of the imo.

Conclusions

Both the s-OCR amplitude and the rotation angle of the blind spot were correlated with the

head-tilt angle by sinusoidal regression. The rotated VF was correlated with the s-OCR ampli-

tude. During perimetry using imo, the change in the subject’s head tilt should be limited to 20˚.
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