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Abstract

In the past decades, bioassays and whole-organism bioassay have become important tools

not only in compliance testing of industrial chemicals and plant protection products, but also

in the monitoring of environmental quality. With few exceptions, such test systems are dis-

continuous. They require exposure of the biological test material in small units, such as mul-

tiwell plates, during prolonged incubation periods, and do not allow online read-outs. It is

mostly due to these shortcomings that applications in continuous monitoring of, e.g., drink-

ing or surface water quality are largely missing. We propose the use of pipetting robots that

can be used to automatically exchange samples in multiwell plates with fresh samples in a

semi-static manner, as a potential solution to overcome these limitations. In this study, we

developed a simple and low-cost, versatile pipetting robot constructed partly using open-

source hardware that has a small footprint and can be used for online monitoring of water

quality by means of an automated whole-organism bioassay. We tested its precision in auto-

mated 2-fold dilution series and used it for exposure of zebrafish embryos (Danio rerio)–a

common model species in ecotoxicology—to cadmium chloride and permethrin. We found

that, compared to conventional static or semi-static exposure scenarios, effects of the two

chemicals in zebrafish embryos generally occurred at lower concentrations, and analytically

verified that the increased frequency of media exchange resulted in a greater availability of

the chemical. In combination with advanced detection systems this custom-made pipetting
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robot has the potential to become a valuable tool in future monitoring strategies for drinking

and surface water.

Introduction

The aquatic environment in densely inhabited and industrialized areas around the world faces

contamination with a plethora of anthropogenic chemicals [1]. Pollutants may not only harm

aquatic wildlife; they may also contaminate water bodies intended for drinking water produc-

tion or water distribution systems, and in this way pose a risk to humans as well [2]. In order

to immediately detect contamination of the water distribution system, and ultimately to pro-

tect humans from consuming contaminated drinking water, early water quality warning sys-

tems have been implemented in many countries around the world [3].

The most widely used type of systems is based on physicochemical measurements to detect

sudden changes in water quality [4]. While such systems are relatively inexpensive and do not

typically require extensive maintenance, they are also limited in that they are suitable to detect

only certain contamination events, and often at fairly high concentrations (e.g., flooding of or

seepage into drinking water wells). On the other hand biological early warning systems

(BEWSs) may be used, which continuously track the physiological or behavioral reactions of

organisms to detect sudden increases of the concentration of contaminants [5, 6]. The devel-

opment of the first BEWSs dates back to several decades ago. Recent advances in available

technology for acquisition and analysis of the reactions of organisms, along with a concurrent

reduction in cost of such systems, has leveraged their application in recent years [4]. Further-

more, the assessment of changes in behavior of organisms as a sensitive and rapid indicator of

contamination events (e.g., avoidance/attraction, swimming patterns, inter- and intraspecific

interactions, ventilation and feeding patterns, etc.) has developed into a highly active field of

dedicated scientific research, with a strong potential for application in BEWS [7, 8]. A number

of challenges remain, which limit the use of and in particular the regulatory relevance of

BEWSs (e.g., the lack of standardization, difficulty in interpretation of readouts, non-monoto-

nous reactions, high variation between individual organisms) [9].

Current testing strategies to identify the environmental risks of chemicals within the given

regulatory context rely highly on whole-organism bioassays with, e.g., algae, daphnids and fish

[10–13]. These are not only important in compliance testing of industrial chemicals and plant

protection products, but also in the monitoring of environmental quality. With few excep-

tions, such bioassays are discontinuous: they require exposure of the biological test material in

small units, such as multiwell plates, during prolonged incubation periods, and do not provide

online read-outs. We believe that it is mostly due to these shortcomings that applications in

continuous monitoring of, e.g., drinking or surface water quality are largely missing. In recent

years, the fish embryo toxicity (FET) test with zebrafish embryos has become an important

test system of international relevance [14] due to a number of advantages: zebrafish spawn

throughout the year and experiments with embryos/larvae are not legally considered animal

experiments up to 120 hours post fertilization by EU legislation [15]. Furthermore, recent

developments enabled researchers to conduct experiments for reliable and automated/unat-

tended monitoring of larval behavior, with the potential to detect immediate behavioral

changes as an indication for neurotoxic or at least repellent effects. Last, the FET test has been

standardized by international organizations and is already used for (offline) monitoring of the

quality of effluents of sewage treatment plants in Germany [16–18].
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The contrasting demands of (a) performing bioassays in compliance with regulatory testing

strategies, and (b) their potential use in online monitoring of water quality call for automation

technology to assist with automated handling and analysis of multiwell plates. Such systems

are typically highly sophisticated and thus costly. As a consequence, the availability of pipetting

robots, liquid handlers, and stacking units in environmental monitoring is generally scarce. As

a potential solution, we developed a simple and low-cost, versatile open-source pipetting robot

that has a small footprint. Its construction as described in this article can be easily achieved by

untrained staff and realized mostly using readily available parts, and partly using open-source

hardware. It makes use of commercially available multi-channel pipettes and the very popular

open-source rapid prototyping platform Arduino, which—among many other benefits—excels

through the ease of use, availability of add-on hardware and publicly available software librar-

ies [19]. To assess the precision of the newly developed robot and its use in water quality moni-

toring, we performed automated 2-fold serial dilutions with the two dyes neutral red and

resorufin. Furthermore, we used it for exposure of embryos of zebrafish (Danio rerio) to cad-

mium chloride and permethrin as model compounds for heavy metals and organic chemicals,

respectively.

Materials and methods

Chemicals

Resorufin (CAS 635-78-9), neutral red (CAS 553-24-2), permethrin (CAS 52645-53-1), cad-

mium chloride (CAS 10108-64-2), 2,4-dichloroaniline (DCA; CAS 554-00-7) and dimethyl

sulfoxide (DMSO; CAS 67-68-5) were purchased from Sigma Aldrich GmbH (Steinheim, Ger-

many). Stock solutions of permethrin were prepared and diluted in DMSO, to ensure that all

exposure concentration contained the same concentration of DMSO (0.1%). Stock solutions of

cadmium chloride were prepared directly in test medium.

Pipetting robot

Construction. The pipetting-robot used in the present study (Fig 1) was constructed of

components readily available by a number of suppliers, with a minimum number of custom-

ized parts. A complete list of components and technical drawings of the customized parts is

available in the Supplementary Information (Table A in S1 File). The base frame was con-

structed using aluminum extrusion profiles purchased from OpenBeam USA (www.

openbeamusa.com) and mounted on a polyvinylchloride (PVC) baseplate (Fig A in S1 File. An

electronic eight-channel pipette (BioPette E; Labnet International Inc., Edison, USA), which

was attached to a customized steel plate (Fig B in S1 File) can be moved vertically on linear ball

bearings (Adafruit Industries, New York, USA) along two stainless steel shafts using a spindle

drive. A customized steel moving platform (Fig C in S1 File) was equipped with a recess to

accommodate a standard multi-well plate, and additional recesses for sample intake and out-

flow (Fig D in S1 File). This part was manufactured from polytetrafluoroethylene (PTFE) to

prevent any interactions between the vessel material and the investigated substances. Driven

by a stepper motor (Adafruit, NEMA, 12V, 350 mA) and a timing belt, the moving platform

was designed to horizontally move on linear bearings along two stainless steel shafts. As such,

the electronic multi-channel pipette is able to reach all wells of the multi-well plate, as well as

the sample intake and outflow. Micro-switches at the end of both axes (horizontal and vertical)

are used to restrict the movement of the pipette and to reset the position of the moving plat-

form along their axes, respectively.

The control electronics as well as the programming are based on the open-source prototyp-

ing platform Arduino (www.arduino.cc; Creative Commons Attribution Share-Alike license).
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The central control element is the Arduino UNO rev. 2 microcontroller board. Each motor of

the robot is controlled by a motor shield (Adafruit, motor/stepper/servo shield for Arduino v2

kit). Another shield (Adafruit, LCD shield kit with 16x2 characters) equipped with a liquid

crystal display (LCD) and a simple keypad allows for the selection of different programs and

interaction with the control elements. To control the eight-channel pipette via the Arduino

board, the pipette’s electronics (push button for automatic aspiration and discharge) were

hard-wired to a digital pin of the control element and the battery replaced with a plug-in

power supply. The eight-channel pipette had been equipped with a sleep mode that gets by

default activated after 10 min to save on battery. To prevent the sleep mode from interfering

Fig 1. Photographs of the pipetting robot. The depicted pipetting robot was constructed for and used in the

present study.

https://doi.org/10.1371/journal.pone.0179636.g001
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with prolonged experiments, the pipette is restarted after each incubation cycle using an Ardu-

ino-controlled relay module (TinkerKit; www.tinkerkit.com). The standard pipetting volume

was set to 1 mL per channel.

Testing the performance of the pipetting robot. Two different programs were imple-

mented for the pipetting robot: (a) a program for two-fold serial dilutions (mainly with the

intention to test the accuracy of the unit), and (b) a program for automated exchange of expo-

sure media, to perform semi-static bioassays (S2 file: Arduino sketches).

The pipetting robot’s ability to perform serial dilution-series was tested within a 24-well

microplate using only four of the eight available channels. Serial dilutions of resorufin (starting

at 2.4 μg L-1) and neutral red (starting at 200μg L-1) were performed as pre-tests. Highest used

concentrations were 200 μg L-1 for neutral red and 2.4 μg L-1 for resorufin, respectively. To

this end, 2mL of a solution of either 2.4 μg L-1 resorufin or 200 μg L-1 neutral red in water were

added to all wells of the first column of the plate. The remaining wells received 1 mL distilled

water each. The robot aspired 1 mL from the first column, discharged it in the next column

and thoroughly mixed the solution by repeated aspiration and discharge (four times) before

transferring it to the next column. Triplicate dilution series with four technical replicates each

were prepared for both chemicals tested. Fluorescence of resorufin (excitation: 560 nm, emis-

sion: 590 nm) and absorption of neutral red at 540 nm were measured using a spectrofluorom-

eter (Infinite M200, Tecan, Männedorf, Switzerland). Resulting data were analyzed by linear

regression.

The flow diagram of a program for automated exchange of media in bioassays is shown in

Fig 2. The eight-channel pipette (5) was used to remove 50% (1 mL) of exposure medium per

well (6) and dispose it in the outflow (7). The discarded medium was pumped into the waste

container (9) by use of a peristaltic pump (8; Masterflex 7015, Merck Millipore, Darmstadt,

Germany; with Tygon1 tubing, Saint-Gobain Performance Plastics, Paris, France). Fresh

medium was pumped from the storage tank (1) to the PTFE sample inflow (4) by use of a peri-

staltic pump (2; 205s, Watson Marlow GmbH, Rommerskirchen, Germany). In case of an

overflow event in the sample inflow, the medium automatically flows into the outflow. The

pipette was programmed to transfer 1mL of fresh medium from the sample inflow into each

well of the microplate. After refilling the plate was incubated for a user-specified time before

the next exchange cycle started. During this incubation time a three-way valve (3) was oper-

ated to short-circuit the inflow from the storage tank (1). This approach prevented use of

unnecessary large amounts of media. The program was intended for application in 24-well

and 6-well microplates. All tubing delivering exposure solutions to the exposure unit (except

for the Tygon1 tubing used in the peristaltic pump) consisted of fluorinated ethylene propyl-

ene (FEP) or PTFE.

Fish embryo toxicity (FET) test

Fish culture. A breeding stock of zebrafish was held in glass aquaria according to culture

conditions previously defined [20–23]. Fish were cultivated in standardized water at pH

7.0 ± 0.2, and temperature was maintained at 26˚C ± 1˚C. Water was constantly filtered in a

recirculating system with continuous water exchange at a rate of approx. 50% per week. Adult

fish were kept in groups of approx. 20 individuals with a sex-ratio of approx. 3:2 (male:

female), under a constant artificial dark/ light cycle of 10/14 h. Zebrafish were daily fed ad libi-
tum with dry flake food (Tetra Min1; Tetra GmbH, Melle, Germany) and with living nauplius

larvae of Artemia sp. (Silver Star Artemia; Inter Ryba GmbH; Zeven, Germany) in the after-

noon before spawning. Glass spawning trays covered by a stainless steel with attached artificial

plants were placed into the aquaria in the afternoon before spawning. Mating, spawning and
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Fig 2. Process for automated exchange of exposure media. Flow diagram of the process utilized to automatically exchange

exposure media in the fish embryo toxicity (FET) test.

https://doi.org/10.1371/journal.pone.0179636.g002
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fertilization took place within 30 min after the onset of illumination in the morning. Spawning

trays were removed after two hours and eggs were microscopically selected.

All experiments conducted in the present study were in accordance with the Animal Wel-

fare Act and performed with permission of the federal (Landesamt für Natur, Umwelt und

Verbraucherschutz NRW, Germany) and local (Amt für Verbraucherschutz, Tierschutz und

Veterinärwesen, Städteregion Aachen, Würselen, Germany) authorities. Since none of the lar-

vae used in the present study had an age of equal to or greater than 120 hpf (hours post fertili-

zation), the experiments conducted within the present study are not legally considered animal

experiments within the European Union [24]. For the ease of reading, however, we chose to

use 120 h to describe the last time point of exposure. No adult zebrafish and/or zebrafish older

than or equal to 120 hpf were used.

Selection of eggs for use in the FET test. Selection of eggs and the FET test were con-

ducted according to DIN 38415 [16]. Fertilized zebrafish eggs were inspected visually using a

binocular microscope (SMZ 1500, Nikon GmbH, Düsseldorf, Germany). Only normally devel-

oped fish eggs were chosen for further testing. The selected eggs had to be developed at least to

the 8-cell stage and not exceeding the 64-cell stage. Afterwards, the eggs were transferred into

formulated water that was prepared according to the guideline. To ensure sufficient oxygen

saturation, the formulated water was aerated for 24 h prior to usage.

Pre-tests. Before experiments with the investigated chemicals were conducted, it was veri-

fied that the pipetting robot had no negative effects on fish embryos. Development and mortal-

ity of a negative control group incubated using the robot was compared to an external, static

negative control. The robot was used to automatically exchange 50% of the medium within the

plate in 1h intervals. All tests were performed in 24-well microplates, placing five eggs in 2 mL

of medium per well. Eggs were exposed for up to 120 hpf and microscopically inspected every

24 h using an inverted microscope at 40-fold magnification (Eclipse TS100, Nikon GmbH).

Lethal and sub-lethal endpoints, as well as the hatching rate were determined in three indepen-

dent replicates. Survival rate and hatching rate of the two groups were statistically evaluated

using Student’s t-test (p = 0.05).

Control groups. To ensure validity of the conducted FET tests, different control groups

were investigated during each experiment. For the extended exposure time of up to 120 hpf,

the following validity criteria were adapted from OECD Guideline 236 [17]: for each test, the

survival rate of unexposed negative control animals had to be� 90% at the end of the test, and

the hatching-rate had to exceed 80% after 96 hours. If the selected endpoint for the FET test

was mortality, a positive control containing 3.7 mg L-1 DCA was investigated. Mortality in the

positive control had to exceed 10% after 48 h and 30% after 96 h exposure. Permethrin was dis-

solved in dimethyl sulfoxide (DMSO; Sigma-Aldrich); thus, a solvent control was investigated

containing the same concentration of DMSO as used in the test (0.1%).

Exposure of fish embryos. The FET test with each of the model substances was per-

formed under three different exposure conditions. The substances where tested in a static FET

test according to the DIN/ OECD guidelines, in a semi-static test in which exposure media

were exchanged every 24 h, and using the pipetting robot in which 50% of the exposure media

were exchanged in 1 h intervals using only four of the eight available channels of the pipette.

Three independent replicates were investigated using the static and semi-static exposure

designs, while each concentration was tested once using the robot. Since it was not possible to

change the volume setting of the integrated eight-channel pipette during operation, only one

concentration of each substance was tested per well plate in a separate experiment, each of

which was accompanied by the required control groups. Static and semi-static exposures were

incubated at 26˚C ± 1˚C. FET tests utilizing the pipetting robot were performed in a climatic

chamber set to 26.0˚C (measured temperature range: 24.9˚C to 27.6˚C). To prevent the eggs
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from getting aspirated by the eight-channel pipette of the pipetting robot, the opening of wide

tips (Labomedic GmbH, Bonn, Germany) were covered using 200μm mesh PTFE gauze. The

gauze was fixed to the pipette tip using a shortened piece of another pipette tip. While the FET

test was conducted according to DIN 38145, the protocol was slightly modified to account for

the investigated substances through sealing multiwell plates with gas-permeable adhesive foil

(VWR International GmbH, Darmstadt, Germany) during incubation to prevent evaporation

of media. Plates exposed within the robot were not sealed.

For tests with permethrin, exposure of all eggs was started simultaneously through pre-

incubation in 70 mL glass crystalizing dishes (VWR International GmbH, Darmstadt, Ger-

many) and afterwards the eggs were transferred to 24-well plates which were pre-conditioned

with the test solutions for 24 h prior to the test to saturate potential binding sites with the

chemical. One embryo was incubated in 2 mL of each solution per well. For the static and

semi-static tests, 10 embryos were used per concentration (12 concentrations ranging from

0.025 to 0.9 mg L-1), 40 embryos for the negative control and 10 for the solvent control. For

exposure using the pipetting robot, 24 eggs were used for each concentration and each con-

trol group. In addition to the endpoints defined by the FET test guidelines, two additional

sub-lethal endpoints were recorded up to 120 hpf: (a) the occurrence of uncontrolled muscle

convulsions and (b) the inability of the larvae to maintain a normal upright body posture

(hereafter referred to as “impaired swimming”). To record both endpoints, each larva was

observed for 20 s and only surviving and hatched lavae were included in the analysis. Since

no reference substance was available for these endpoints, no positive controls were investi-

gated for permethrin.

Tests with cadmium chloride were performed in 6-well plates (VWR International GmbH,

Darmstadt, Germany), where 5 embryos were exposed in 10 mL per well. Eggs contained

within 1 mL of artificial water were directly transferred into 9 mL of previously prepared solu-

tion per well. Pre-exposure in glass crystallization dishes was thus unnecessary, thereby reduc-

ing the risk of binding of cadmium to glass surfaces. Ten eggs were exposed to each cadmium

chloride test concentration (six concentrations ranging from 2.50 to 80.0 mg L-1 cadmium

chloride, or 1.56 to 49.1 mg L-1 cadmium equivalents). Forty eggs were used for the negative

control and 20 for the positive control of each experiment. For testing the robot, 36 eggs per

concentration were exposed in 6-well plates. The control groups also consisted of 36 eggs each.

The investigated endpoint was the mortality after 48 h exposure.

Embryos were microscopically inspected every 24 h for the previously listed lethal and sub-

lethal endpoints.

Chemical analysis of exposure concentrations

Chemical analysis of actual exposure concentrations of permethrin and cadmium (Cd) was

performed by sampling test solutions from the multiwell plates at various time points. A single

concentration close to the semi-static EC50 of the two chemicals was chosen for exposure. Ana-

lytically determined concentrations of initial concentrations of permethrin and cadmium in

exposure working solutions were 25 μg L-1 (manual changes) and 29 μg L-1 (robot) for per-

methrin, and 31.8 mg L-1 (2-fold concentrated, manual changes) and 19.1 mg L-1 (robot) for

Cd, respectively. Samples were taken once daily for static exposure and exposure in the robot,

while four samples per day were taken for semi-static exposure. The solutions from four indi-

vidual wells were combined into one sample. Three technical replicates were sampled per

treatment and time point.

For permethrin samples, trans-Permethrin-(phenoxy-d5) (Sigma Aldrich) was added as an

internal standard prior to liquid-liquid extraction with 1 ml toluene. Extracts were then analyzed
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using an Agilent Technologies GC system (7890 A GC System and 5975 C inert XL MSD with

Triple-Axis-Detector, Agilent Technologies Deutschland GmbH, Böblingen, Germany).

For Cd analysis, samples were acidified with nitric acid prior to storage. Concentrations of

Cd were analyzed by electrothermal atomic absorption spectrometry (ET-AAS) using a Per-

kin-Elmer Zeeman effect background correction system (Perkin-Elmer, Massachusetts, USA).

Samples were diluted 40,000-fold with ultrapure water prior to analysis. An autosampler AS70

was used to inject 20 μL of the diluted samples into the furnace unit. Each subsample was ana-

lyzed in triplicate.

Five calibration standard solutions were prepared (0, 0.5, 1; 2 and 5 μg L-1) diluting a Cd

AAS-Standard solution (Bernd Kraft GmbH, Germany) with ultrapure water to achieve a

linear regression line with a correlation coefficient > 0.99. Concentrations of the samples

were interpolated from these regression lines. For quality assurance, twelve procedural blanks

were prepared from the standard water used in the experiment and handled like the samples

(40,000-fold dilution). The limit of detection was calculated as the threefold standard deviation

of the blank measurements. This resulted in a limit of detection (LOD) of 0.9 mg/L. Further-

more, ten procedural blanks were spiked with a Cd standard solution of 0.5 μg L-1 and ten fur-

ther procedural blanks were spiked with a Cd standard solution of 5 μg L-1. Analysis resulted

recovery rates of 0.4 ± 0.3 μg L-1 and 4.0 ± 0.37 μg L-1, respectively.

Statistical analysis

All spreadsheet calculations of lethal and sublethal endpoints were performed using Microsoft

Excel1 2013. Data was evaluated and plotted using GraphPad Prism 5 software (GraphPad

Software Inc., La Jolla, USA). Concentration-response curves were fitted via four parameter

logistic regression with top and bottom values set to 100% and 0%, respectively. Resulting

LC50 and EC50 values were interpolated from the regression curves. At the present stage, the

pipetting robot could only test one concentration of each substance at a time. To allow for

investigation of concentration-response relationships, the resulting data were merged into one

data set. A separate control group was investigated in each experiment. The arithmetic mean

of all the control groups was calculated from all experiments with one substance. To allow for

straight-forward comparison between concentration-response curves of conventional FET

tests and experiments using the pipetting robot, three data points each of concentration-

response curves generated using the pipetting robot, and the manually conducted semi-static

experiments, respectively, were compared using the χ2-test (p = 0.05, two-tailed).

Results and discussion

Dilution series

Accuracy and reproducibility of the pipetting steps performed by the pipetting robot are of

vital importance for valid and reliable outcomes of any downstream bioassays. Due to the fact

that the current design concept did not involve any modification of the pipette’s hardware, in

the present setup, accuracy and reproducibility do not deviate from the manufacturer’s specifi-

cations. To test if the sequence of pipetting steps performed by the robot yields precise out-

comes, two commonly used dyes, neutral red and resorufin, were subjected to 2-fold serial

dilution (n = 3). The absorption of neutral red and the fluorescence of resorufin were mea-

sured by using a spectrofluorometer and analyzed by means of linear regression (Fig 3). For

both substances, the resulting coefficients of determination (R2) indicated a strong linear cor-

relation and a high precision of the pipetting steps.

These data show that the sequence of steps involved in manipulating the volumes of liquids

within the multiwell plates (e.g., aspiration and dispensing steps, mixing, movements along the
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vertical and horizontal axes) yielded precise results. Based on these data, it can be assumed that

simpler pipetting tasks, such as water exchanges in multiwell plates, will be performed with the

same success by the pipetting robot.

Influence of the pipetting robot on survival and hatching rate

In order to determine if handling by the robot had significant effects on survival and hatching

rate of the incubated embryos, a pre-test was conducted in a climatic chamber set to 26˚C

(measured air temperature range: 24.9˚C to 27.6˚C). Survival rates of embryos when exchange

of exposure medium was performed by the robot as well as that of embryos in external control

groups were greater than 90% at all times (Fig 4). No statistically significant differences were

observed between survival of both groups (Student’s t-test, p> 0.05). Since survival rates

exceeded 90% in all replicates and for both investigated groups, these tests were valid accord-

ing to OECD guideline 236 [17].

A slightly delayed hatching of zebrafish embryos was observed in control groups incubated

using the pipetting robot (Fig 4). While the external control group started hatching already after

48 h, the group handled by the robot began to hatch after 72 h, leading to a significant difference

after 72 h (Student’s t-test, p� 0.05). While the hatching rate of the embryos handled by the

robot was approx. 12%, already 84% of the embryos within the external control group were

hatched. Hatching rates approximately equaled after up to 120 hpf. Although the hatching rate

after 96 h was slightly lower (not significant) for the embryos handled by the robot compared to

that of the external control group, both tests would have been considered valid according to

OECD guideline 236, which demands that� 80% of the embryos have hatched after 96 h. A

slight temperature difference (approx. 1.0˚C) between the moving platform of the robot and the

surrounding incubation chamber was recorded, which was likely caused by the setup within the

incubation chamber. Because the developmental rate of fish, including Danio rerio, is known to

be highly influenced by temperature, these differences in temperature would explain why the

percentage of hatched embryos in plates handled by the robot was slightly lower [25].

Based on these results we assume that the pipetting robot is suitable to perform fish embryo

toxicity (FET) tests in an automated manner, while ensuring validity of the experiments

according to the test guidelines.

Fig 3. Linear regression analysis of the serial dilution series pipetted by the robot. Absorption of neutral red (left) and fluorescence of

resorufin (right) were measured by use of a spectrofluorometer. Data points indicate mean ± standard deviation of n = 3 independent dilution

series.

https://doi.org/10.1371/journal.pone.0179636.g003

An open source pipetting robot for biotesting

PLOS ONE | https://doi.org/10.1371/journal.pone.0179636 June 16, 2017 10 / 20

https://doi.org/10.1371/journal.pone.0179636.g003
https://doi.org/10.1371/journal.pone.0179636


Fish embryo toxicity (FET) test

Permethrin and cadmium chloride were investigated in the fish embryo toxicity (FET) test. In

this context, it was of particular interest whether the concentration-response relationships for

Fig 4. Comparison of the survival and hatching rates. Survival (top) and hatching rates (bottom) were

compared between control groups incubated in the robot (nc robot) and external control group (nc ext.) after

24, 48, 72, 96 h exposure and up to 120 hpf. Bars represent mean ± standard deviation from n = 3

independent replicates. Asterisks indicate statistically significant differences for each time point (Student’s t-

test, p� 0.05).

https://doi.org/10.1371/journal.pone.0179636.g004
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the tested chemicals would differ between (a) the commonly used static exposure scenario,

(b) the manually performed semi-static exposure with daily full medium exchanges and (c) the

semi-static exposures with automated 50% exchange of media every 1h by use of the pipetting

robot.

Permethrin. No elevated mortality within the tested concentration range was observed

during 48h in the experiments with permethrin (data not shown). This is consistent with data

from other studies using embryos of zebrafish and Japanese medaka, respectively [26, 27].

On the contrary, permethrin shows a strong acute toxicity in adult fish [28]; the lower acute

embryotoxicity has been attributed to a low availability of permethrin to embryos compared

to adult fish [27]. The LC50 for permethrin for adult zebrafish after 96h exposure to permethrin

is reported as 2.5 μg L-1 [29], and 16 μg L-1 for fathead minnow [30], and 11 μg L-1 for 30 d

[31]. It has been hypothesized that these great differences in acute toxicity of permethrin for

embryos and adult fish might result from differences in respirational physiology [27]. In adult

fish, reduced locomotion due to the neurotoxic effects of permethrin reduces the ventilation

rate and consequently the oxygen supply via the gills, which may lead to death [32]. In con-

trast, fish embryos mainly respire oxygen through diffusion [33] and therefore, reduced loco-

motion due to the neurotoxic effects of permethrin may not be lethal.

Due to the absence of acute toxicity, embryos were exposed for a prolonged exposure time

up to 120 hpf and the occurrence of convulsions, ranging from convulsions of the pectoral fins

to whole-body spasms, and impaired swimming, meaning that the embryos were no longer

able to maintain a normal, upright body posture, were investigated instead. The severity of this

effect ranged from occasional loss of the upright body posture and lateral tumbling to the com-

plete loss of upright body posture. Most larvae showing impaired swimming behavior were

also affected by convulsions (data not shown).

The EC50 for the occurrence of convulsions was 0.46 mg L-1 using static exposure, 0.11 mg

L-1 for manual semi-static exposure, and lowest for exposure using the pipetting robot at 0.05

mg L-1, corresponding to a 4.2- and 9.2-fold difference compared to static exposure (Fig 5).

The slopes of all three concentration-response curves were almost equal, and no significant

effects were observed in negative and solvent controls. This indicates that differences in

observed effects may be mostly attributed to differences in the available concentration of per-

methrin, ultimately leading to differences in internal concentrations in the embryos. The

observed frequency of convulsions was significantly greater in embryos exposed using the

pipetting robot compared to manually performed semi-static exposure at three concentrations

(0.05, 0.1 and 0.2 mg L-1) that were tested for statistical differences (χ2-test, p� 0.05).

The concentration-response curves for impaired swimming behavior were similar to those

of convulsions, but this endpoint was slightly less sensitive (Fig 5). The EC50 was 0.51 mg L-1

for static exposure, 0.13 mg L-1 for semi-static exposure and 0.08 mg L-1 for exposure using the

pipetting robot, corresponding to a 3.9- and 6.4-fold difference compared to static exposure.

The slopes of the static- and semi-static concentration-response curves were approximately

equal, while that of the robot was less steep. The occurrence of impaired swimming behavior

was significantly greater for larvae exposed using the pipetting robot compared to manually

performed semi-static exposure only at 0.05 mg L-1 (χ2-test, p� 0.05).

Within some variation, both endpoints were also reported to be caused by permethrin in

other studies: a dose-dependent increase in spasms has been observed for 96 h zebrafish

embryos (LOEC 50 μg L-1) [34] and a concentration of 100 μg L-1 resulted in trembling of zeb-

rafish larvae after 120 h [27]. Permethrin also caused trembling movements in medaka larvae

[26], the loss of equilibrium in 30 day old medaka [31], loss of equilibrium in adult zebrafish

[29] and impaired swimming ability in larvae of fathead minnow [35].
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Fig 5. Concentration-dependent effects (in % of exposed zebrafish embryos) of exposure to permethrin up to 120 hpf.

Observed sub-lethal effects were convulsions and impaired swimming. Concentration-response curves are provided for static exposure

(grey), manual semi-static exposure (red) and automated semi-static exposure using the pipetting robot (blue). nc: negative control; sc:

solvent control (0.1% DMSO). Dots indicate mean ± standard deviation from n = 3 independent replicates for the static and semi-static

exposure, while the concentration-response curves for groups exposed in the robot were assembled from separate tests for each

concentration.

https://doi.org/10.1371/journal.pone.0179636.g005
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Cadmium chloride. Mortality was observed in zebrafish embryos exposed to cadmium

chloride after 48 h exposure. Notably, no sub-lethal effects were observed in the embryos of

any treatment, and the only observed mortality criterion was coagulation (Fig 6). For the static

and manual semi-static exposure designs, shape and slope of the concentration-response

curves were very similar, with overlapping standard deviations. The resulting LC50 for static

exposure was 17.2 mg Cd L-1 and the LC50 for manual semi-static exposure was 15.4 mg Cd

L-1. A significantly lower LC50 resulted from exposure using the pipetting robot, while the

slope of the concentration-response curve was much steeper, indicating that that differences in

observed mortality were potentially not only due to differences in availability or uptake. The

LC50 resulting from exposure using the pipetting robot was 9.46 mg Cd L-1. While mortality in

all negative controls was below 10%, mortality in the positive controls always exceeded 50%,

hence rendering all tests valid according to OECD guideline 236 (2013). Out of the three cad-

mium chloride concentrations tested for statistical differences in mortality between the man-

ual semi-static exposure and that using the pipetting robot (10, 20 and 40 mg L-1), significant

differences were observed at 20 and 40 mg L-1 (χ2-test, p� 0.05).

The LC50 values for the static- and semi-static exposure were comparable to previously pub-

lished values determined using zebrafish embryos, which were 30.1 mg L-1 [36] and 14.1 mg

L-1 [37], respectively.

Differences between different exposure strategies. Under static exposure conditions,

among other, three important factors may limit the concentration of test chemical that is con-

tinuously available for uptake into zebrafish embryos: (a) sorption to and precipitation in

Fig 6. Concentration-dependent mortality (% of exposed zebrafish embryos) after 48 h exposure to cadmium

chloride. Concentration-response curves are provided for static exposure (grey), manual semi-static exposure (red) and

automated semi-static exposure using the pipetting robot (blue). nc: negative control; pc: positive control (DCA). Dots

indicate mean ± standard deviation from n = 3 independent replicates for the static and semi-static exposure, while the

concentration-response curves for groups exposed using the robot were assembled from separate tests for each

concentration.

https://doi.org/10.1371/journal.pone.0179636.g006
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multiwell plates, (b) uptake into and retention at the protective membranes that enclose the

embryos, and (c) biotransformation in the embryo.

Both permethrin and cadmium chloride were tested at comparably low concentrations, and

DMSO was used as a solvent carrier for exposure to permethrin. Evaporation and precipitation

can thus be assumed to be negligible. Permethrin, on the other hand, is highly lipophilic (log
KOW 6.5), and the microplates used for exposure consist of polystyrene, which has hydropho-

bic properties [38]. Binding of permethrin (and to a much lesser extent for cadmium chloride)

to the multiwell plates can thus be considered highly relevant. To account for this problem,

24-well plates were saturated with the according exposure concentrations 24 h prior to the test.

Given the great differences between the static and semi-static exposure conditions for per-

methrin, however, and the rapid decrease in analytically determined exposure concentrations

(Fig 7) it is obvious that this frequently employed saturation step was still not sufficient.

Fig 7. Analytically determined exposure concentrations of permethrin (a) and Cd (c), as well as time-

weighted average concentrations (b and d, respectively). Dots indicate mean ± standard deviation from n = 3

technical replicates for the three exposure scenarios. Time-weighted average concentrations were calculated by

dividing the area under the curve (AUC) by the total exposure time.

https://doi.org/10.1371/journal.pone.0179636.g007
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In addition to losses of permethrin through adsorption to plastic materials, uptake into

eggs/ embryos and potentially also biotransformation within the embryo are important pro-

cesses that lead to a decrease of exposure concentration within the wells of microplates. Thus,

more frequent exchanges of exposure solutions should result in more reliable results.

Unhatched fish embryos are surrounded by two outer protein membranes: the chorion and

the perivitelline membrane [39, 40]. The chorion is a three-layered structure of 10 μm thick-

ness that has numerous pores of 0.17 μm diameter, which have been hypothesized to be

responsible for size-dependent restrictions of the uptake of substances [41, 42]. Studies with

insecticides have demonstrated the potential of the chorion to modulate toxicity by acting as a

physical/ chemical barrier [26]. There is also evidence that this function as a barrier of the cho-

rion increases with lipophilicity of the substance [22]. The chorion also modulates the toxici-

ties of metals: since it is rich in negatively charged glutamic acid, metal cations may selectively

bind to such anionic sites [43]. During embryonic development, most metal has been shown

to be accumulated in the chorion, a lesser amount in the perivitelline fluid and very little was

available for uptake into the embryo itself [44, 45].

Sorption to multiwell plates, uptake into/ retention by the chorion, as well as biotransfor-

mation within the embryo potentially deplete the amount of substance in the exposure

medium and decrease the concentration available for uptake into the embryo. Any measure

to keep exposure concentrations as stable as possible will thus maximize the bioavailable con-

centration and lead to increased toxicity [46]. The gradual increase in toxicity from static

exposure, over manual renewal in 24 h intervals, to automated renewal in 1 h intervals was

hypothesized to be a result of an increase in bioavailable concentration. The shorter renewal

intervals achieved using the pipetting robot can thus be assumed to getting closer to flow-

through exposures, which are generally considered the ‘gold standard’ for exposure to highly

lipophilic, volatile or bioaccumulative substances [46].

This hypothesis was verified by chemical analysis of the actual exposure concentrations in

the multiwell plates (Fig 7). As expected, concentrations of permethrin rapidly decreased after

initiation of static exposures and after each renewal in the semi-static exposure experiments

(Fig 7a). No such drastic differences were observed for exposures conducted using the pipett-

ing robot (Fig 7a). These qualitative observations were further substantiated by time-weighted

average (TWA) concentrations, which were calculated by dividing the area under the curve by

the total exposure time (Fig 7b). TWAs differed significantly between each of the employed

exposure methods (one-way ANOVA with Tukey’s post-hoc test, p� 0.05), and were least for

static, intermediate for semi-static, and greatest for exposures using the robot. No such signifi-

cant differences were observed for Cd concentrations (Fig 7c and 7d).

Potential improvements of the pipetting robot and future directions. Already in its

present form, the pipetting robot designed within this study could be a useful addition to the

monitoring of drinking and surface water quality. The addition of an automated imaging and

scoring system would further decrease the hands-on time and could render the system suitable

for autonomous use until embryos have to be exchanged [47]. Depending on the research

question, transgenic zebrafish strains, containing, e.g., reporter gene constructs [48], could be

used for easier read-out, such as fluorescence measurements. Furthermore, algae, cell lines or

microorganisms could be used as biological detection agents instead of zebrafish embryos.

It should be noted that the pipetting robot in its presented configuration was somewhat

slower in handling a multiwell plate compared to an experienced laboratory technician; the

greatest advantage of the system, however, should be seen in the fact that it can operate contin-

uously with minimal human interaction.

Currently, the pipetting robot is limited to semi-static exchanges of exposure media. By-

passing the pipette’s electronics and directly controlling the stepper-motor within the pipette
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using the Arduino microcontroller board would enable us to vary the pipetting volume

between the different steps. This modification would enable testing different concentrations

of the investigated sample. This way, more quantitative data could be generated that would

allow for well-informed decisions, e.g., when testing sewage treatment effluents. This much

more complicated construction, however, was well beyond feasible within the present study.

Conclusions

In this study, we present a simple low-cost pipetting robot that can be used for performing

automated exchanges of exposure media, which renders it suitable for application in online

monitoring of drinking or surface water monitoring. The robot was tested through preparing

2-fold serial dilution series, and by conducting experiments with zebrafish embryos exposed to

permethrin and cadmium. The accuracy of the pipetting steps was generally high. The appar-

ent toxicity was not only greater in zebrafish embryos exposed to permethrin and cadmium

using manual semi-static renewal (24 h interval) compared to static exposure, but also greater

in embryos exposed using automated semi-static exposure using the pipetting robot (1 h inter-

val). Thus, we were able to confirm that any attempt to keep exposure concentrations as con-

stant as possible will yield more realistic assessments of toxicity. In this respect, exposure using

our pipetting robot can be hypothesized to be similar to flow-through exposure, which is, how-

ever, typically more labor- and cost-intensive.

With minor modifications, the presented system can be used in a variety of different setups

and environments. Because its construction and operation are very cost-effective and do not

require any specialized personnel, provisioning of instructions to replicate this design has

makes automation technology accessible to a much higher number of laboratories around the

world and has the potential to be a major contribution to the online monitoring of water

quality.
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