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Objectives
The objective of this study was to compare the early migration characteristics and functional 
outcome of the Triathlon cemented knee prosthesis with its predecessor, the Duracon 
cemented knee prosthesis (both Stryker).

Methods
A total 60 patients were prospectively randomised and tibial component migration was 
measured by radiostereometric analysis (RSA) at three months, one year and two years; 
clinical outcome was measured by the American Knee Society score and the Knee 
Osteoarthritis and Injury Outcome Score.

Results
There were no statistically significant differences in rotation or translation around or along 
the three coordinal axes, or in the maximum total point motion (MTPM) during the two-year 
follow-up.

Conclusions
The Triathlon cemented knee prosthesis has similar early stability and is likely to perform at 
least as well as the Duracon cemented knee prosthesis over the longer term.

Article focus
 Safety study for a new design of total

knee replacement (TKR)
 Comparison of the single-radius Triathlon

TKR with its predecessor, the multi-radius
Duracon knee system, with regard to fixation

Key messages
 The fixation of the Triathlon TKR, as

measured by radiostereometric analysis
(RSA) is equivalent to its predecessor, the
Duracon TKR

Strengths and limitations
 RSA was used as an objective measure-

ment tool to assess the three-dimensional
stability of the implants in this prospec-
tively randomised study

 A limitation of the study is the small
sample size

Introduction
The current generation of patients under-
going total knee replacement (TKR) are

heavier, younger and more active than previ-
ously.1 When these demographic changes are
coupled with the high expectations that many
patients now have regarding their functional
outcome following surgery, the result is an
increased demand on the mechanical perfor-
mance of prostheses. In particular, patients
require a greater magnitude of and ease of
moving into deep knee flexion.

The Triathlon cemented knee prosthesis
(Stryker, Mahwah, New Jersey) is a recent
introduction to the market and has evolved
with modifications from its predecessor, the
Duracon cemented knee prosthesis (Stryker).
The Duracon prosthesis has been in clinical
use for over 20 years and has good mid- to
long-term survivorship.2,3 The main differ-
ence between the Duracon and Triathlon
total knee prostheses is that the Triathlon
femoral component has a single axis of rota-
tion (single radius). The single radius is cen-
tred about the transepicondylar axis, which
provides ligament isometry and a substantial
contact area throughout the entire range of
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movement.4,5 Furthermore, it provides more uniform
movement, lower contact stresses on the insert, better
mid-flexion stability and more efficient muscle activity.4-6

The Triathlon prosthesis also has an improved flared fem-
oral posterior condyles and rotary arc insert, which work
together to provide the possibility for, and help the free-
dom of femorotibial motion with up to 20° of internal-
external rotation during deep knee flexion. With addi-
tional improvements to the anatomical fit, the Triathlon
prosthesis is intended to allow normal movement of the
knee and stability through ≥ 150° of flexion.

A concern that arises with any new prosthesis is
whether it will achieve satisfactory long-term implant
stability. During the last decades, radiostereometric
analysis (RSA) has emerged as a way to assess prosthetic
fixation.7-9 The method has been used extensively in
both hip and knee arthroplasty,10-25 with data from early
post-operative time-points serving as a predictor of late
mechanical loosening.10,11,15,18,26 The major benefit of
early detection of instability is that the exposure of

patients to potentially unstable prostheses can be lim-
ited. RSA is therefore an ideal tool for comparing new
design concepts with a ‘standardised’ model,27 from
which long-term clinical data are readily available.26,28

This study is novel in that the new prosthesis was
assessed using RSA alongside its predecessor. This there-
fore allows the tibial component migration of the new
prosthesis to be considered in context with a prosthesis
that has over 20 years of real clinical outcomes, rather than
using yardstick values provided from historical studies.

Patients and Methods
This study was a randomised, parallel, single-blind study
of patients receiving a TKR for treatment of osteoarthritis
of the knee. The cohort were a subgroup of patients
enrolled in a larger randomised controlled trial con-
ducted in Sweden (ClinicalTrials.gov Identifier:
NCT00436982) to evaluate a number of different aspects
of a new TKR system. Patients were recruited from a single
centre and were prospectively randomised to receive
either a cemented Triathlon total knee system or a Dura-
con total knee system (both Stryker). Randomisation was
achieved using a sealed envelope technique, with
30 patients allocated to each group. Two surgeons (MM
and STL) were involved in both the selection and opera-
tion of the patients. Patients were blinded to the treat-
ment allocated. Ethics Committee approval was obtained
from the local medical ethics committee before initiation
of the study. Patients were considered for enrolment
according to their clinical findings and subject to gaining
their written informed consent according to International
Conference on Harmonisation Good Clinical Practice (ICH
GCP) requirements.29 The inclusion criteria for selection
to participate in the study are provided in Table I. The
exclusion criteria are provided in Table II.
Prosthesis. All patients received a chrome-cobalt femoral
component. Both the Triathlon and Duracon total knee
systems had cemented chrome-cobalt tibial components,
a cruciate retaining design and relatively unconstrained
polyethylene inserts. The Triathlon tibial tray had a delta-
shaped stem and the Duracon tibial tray had a central,
round stem with delta shaped wings. The cement used
was Refobacin Bone Cement R (Biomet Inc., Warsaw, Indi-
ana). No patella components were used in either group.
Operative technique. Each patient was given pre-
operative antibiotics (2 g cloxacillin i.v. 15 to 45 minutes
before surgery) and tranexamic acid (100 mg per kg
administered as preparing for cementation of compo-
nents). The surgeries were performed via a ventral incision
with a parapatellar medial entrance to the joint using
appropriate guide instruments and according to the
surgical-technique manual supplied with each knee sys-
tem. In both systems an extramedullary jig was used for
the tibial cuts with 3° of posterior slope built into the cut-
ting blocks. At the time of surgery eight tantalum markers
(0.8 mm diameter; RSA Biomedical, Umeå, Sweden) were

Table I. Inclusion criteria

Inclusion criteria

1 Exclusive indication of osteoarthritis (Ahlbäck stage II to V41) 
2 Choice of either Duracon or Triathlon system suitable for the patient
3 Patient understanding the conditions of the study and being willing 

and able to comply with the scheduled post-operative clinical and 
radiological evaluations and the prescribed rehabilitation

4 Patient having signed the Ethics Committee approved Informed 
Consent Form before surgery

Table II. Exclusion criteria

Exclusion criteria

1 Previous major knee surgery
2 Significant disabling problems from the musculoskeletal system other 

than in the knees
3 Obesity severe enough to affect subject’s ability to perform activities of 

daily living (body mass index ≥ 35 kg/m2)
4 Patients with active or suspected infection
5 Patients with malignancy – active malignancy
6 Patients with severe osteoporosis, Paget’s disease, renal osteodystrophy
7 Patients immunologically suppressed, or receiving steroids in excess of 

physiologic dose requirements
8 Patients with a neuromuscular or neurosensory deficit that would limit 

their ability to assess the performance of the device or that interferes 
with the patient’s ability to limit weightbearing or places an extreme 
load on the implant during the healing period

9 Female patients planning a pregnancy during the course of the study
10 Patients with systemic or metabolic disorders leading to progressive 

bone deterioration
11 Patients who, as judged by the surgeon, are mentally incompetent or 

unlikely to be compliant with the prescribed post-operative routine and 
follow-up evaluation schedule

12 Patients with other severe concurrent joint involvements that can affect 
their outcome

13 Patients with other concurrent illnesses, which are likely to affect their 
outcome such as sickle cell anaemia, systemic lupus erythematosus or 
renal disease requiring dialysis

14 Patients under the protection of law (e.g. guardianship)
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inserted into the proximal tibial metaphysis and five mark-
ers were inserted in the polyethylene tibial insert.7,8,30,31

Post-operatively low-molecular-weight heparin was used
for thromboembolic prophylaxis (enoxaparin 100 mg/ml,
0.4 ml sc for ten days, starting at six hours (four to eight)
post-operatively).32 Mobilisation was similar for both
groups and included full weight-bearing.
RSA and radiological analysis. Migration of the tibial
component was measured using RSA. The first RSA inves-
tigation was performed within four days of the operation,
after weightbearing had been achieved, and then at three
months and one and two years post-operatively. RSA was
performed with the patient in a supine position, with the
knee of interest inside a calibration cage (Cage 10; RSA
Biomedical). The three-dimensional (3D) migration of the
tibial component was measured using UmRSA software
v6.0 (RSA Biomedical).33

The migration was described as segment motion
(translation and rotation) of the geometric centre of the
prosthetic markers, compared with the geometric centre
of the bone markers, and as the maximum total point
motion (MTPM). The 3D motion of the prosthetic marker
moving the most was used as a simplistic way to denote
the magnitude of the micromotion, and enabled the
micromotion between the tibial insert and the tibial bone
to be described. Positive directions for translations along
the orthogonal axes were: transverse (medial to lateral),
longitudinal (caudal to cranial), and sagittal (posterior to
anterior). Positive directions for rotations about the
coordinate axes were anterior tilt (transverse axis), inter-
nal rotation (longitudinal axis), and varus (sagittal axis).
An increase in MTPM of > 0.2 mm between the first- and
second-year follow-up was considered as continuous
migration26 and these patients were classified as ‘at risk’
of future implant loosening. In order to ensure accuracy
of the measurements, stable fixation of the tantalum
markers within the bone was essential. The upper limit for
mean error (ME) of rigid body fitting (a measure of marker
stability) was 0.2 mm, and the upper limit for condition
number was 100. The upper limit for ME of rigid body fit-
ting and condition number is generally proposed to be
0.35 mm and 150 respectively.25

The precision of the measurements was determined
using double examinations performed on the first
20 patients enrolled. Each double examination was made
in the same session as the one planned for follow-up. The
patient left the calibration cage and walked around
before the double examination. The precision of this
investigation is described as 2×SD (95% CI) for all rota-
tions and translations respectively.

Plain radiographs were obtained pre-operatively (for
classification of disease), before discharge, and at one and
two years post-operatively for assessment of component
position and the presence of wear, radiolucent lines and
stress resorption. Plain radiographs were made but not
analysed further as a result of the too short follow-up.

Hip-knee-ankle measurements were made at the three-
month follow-up.34

Clinical assessment. Clinical evaluation took place pre-
operatively and at three months, one year and two years
post-operatively and comprised the American Knee Soci-
ety score (AKSS)35 and the Knee Injury and Osteoarthritis
Outcome Score (KOOS) questionnaires.36-40 The severity
of osteoarthritis was graded according to the Ahlbäck
classification.41

Statistical analysis. Depending on the nature of the
study variables, frequencies (for qualitative variables) or
descriptive (for continuous variables) have been pre-
sented. Descriptive statistics include the mean value with
95% confidence intervals (CI). The chi-squared test was
used for qualitative variables, and the independent t-test
or Wilcoxon rank test were used for continuous variables
after evaluation of the Gaussian distribution. Significance
was assumed at a p-value ≤ 0.05.

Results
During the period of this trial 118 TKRs were performed in
118 patients using either Triathlon or Duracon compo-
nents; of these, 58 patients were excluded from the study
because of long travelling time for follow-up or not hav-
ing met the inclusion criteria. Therefore, 60 patients
(21 men and 39 women) were included in the study, with
30 patients randomised to each group (Fig. 1). The two
groups were similar in terms of patient demographics
and severity of osteoarthritis (Table III).

At two years, 25 patients were available for follow-up in
each group. In the Duracon group, one patient left the
study because of pre-operative conversion to a stabilised
prosthesis, another left the study because of personal rea-
sons, two patients suffered trauma preventing further
participation and one patient needed a revision. In the
Triathlon group, one patient required revision because of
deep infection, two patients left the study because of per-
sonal reasons, one patient needed an orthosis because of
instability of the knee and one patient had cardiac prob-
lems. No patients were lost to follow-up.
Radiological analysis and RSA. Routine radiographs of
the knee revealed no radiolucent or sclerotic lines. The
mean hip-knee-ankle (HKA) angle was similar between
the groups, with 179° (median 178.4°; 172° to 185°) and
179° (median 178.0; 174° to 188°) for the Duracon and
Triathlon groups, respectively (p = 0.849, t-test).

The precision of the RSA system was 0.12 mm, 0.21 mm,
and 0.14 mm for x-, y-, and z-translations, respectively, and
0.12°, 0.11°, and 0.09° for x-, y-, and z- rotations, respec-
tively. The migration of the tibial components is presented
for each timepoint in Table IV. Graphs showing maximal
total point motion and subsidence are presented in
Figures 2 to 4. There were no statistically significant differ-
ences in rotation or translation around or along the three
coordinal axes after two-year follow-up (all p > 0.056)
(Table IV). There were no significant differences in MTPM
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or subsidence between the two groups at any timepoint
(Table IV, Fig. 4). For both groups, the MTPM had stabilised
sometime within the first three months. One patient in the
Triathlon group was considered an extreme outlier with
regard to MTPM (Fig. 3).

There were seven tibial trays in the Duracon group and
five tibial trays in the Triathlon group that demonstrated
continuous migration (increase in MTPM > 0.2 mm)
between the first- and second-year follow-up.
Clinical assessment. Both groups showed an improve-
ment in clinical outcome score post-operatively. The
Triathlon group scored significantly better for the ADL
KOOS sub score at the one- and two-year evaluations
(p = 0.03 and p = 0.025, respectively). There was no sig-
nificant difference in the clinical outcome scores between
the two groups at any other time point (Fig. 5, Table V).
Adverse events. In the Duracon group three patients had
deep-vein thrombosis (DVT) confirmed on ultrasound; one

patient had a superficial infection; one patient had a uri-
nary tract infection; one patient developed a dropped foot;
one patient had patella misalignment; and one patient sus-
tained a hip fracture five months post-operatively.

In the Triathlon group three patients had DVT; one
patient developed synovitis; one patient had a superficial
infection; one patient developed depression; one patient
had a stroke; one patient had knee instability; one patient
had a cardiac event; one patient sustained a fracture of
the proximal humerus three weeks post-operatively; and
one patient sustained a fracture of the proximal tibia at
ten weeks post-operatively, which was treated conserva-
tively. A record of recovery was available for all patients
except for the patient with the dropped foot.

Discussion
The modification of arthroplasty components introduces
a risk of altering the long-term stability for the modified

Assessed for eligibility (n = 118) 

Excluded (n = 58) 

• Not meeting inclusion criteria (n = 34) 
•  Declined to participate (n = 24)

Randomised (n = 60) 

Allocated to Duracon Group (n = 30) 

• Received allocated intervention (n = 29) 
• Did not receive allocated intervention 

(pre-operative conversion to a stabilised 
prosthesis) (n = 1) 

Allocation 

Allocated to the Triathlon Group (n = 30) 

• Received allocated intervention (n = 30) 

Lost to follow-up (1 revision; 2 unrelated 
trauma; 1 personal reasons) (n = 4) 

Analysed (n = 25) Analysed (n = 25)

Lost to follow-up (1 revision; 1 orthosis;  
1 cardiac problem; 2 personal reasons)  (n = 5) 

Follow-up 

Analysis 

Enrolment 

Fig. 1

CONSORT recruitment and follow-up chart.



DOES A NEW KNEE DESIGN PERFORM AS WELL AS THE DESIGN IT REPLACES? 319

VOL. 1, No. 12, DECEMBER 2012

components. The early detection of implants that are
likely to have compromised long term stability is essential
for reducing the exposure of patients to potentially

unsafe components.27,42 RSA is one method that can be
used as a screening tool to identify such components. In
this study, screening of the Triathlon cemented knee pros-
thesis indicated that the long term stability for this
prosthesis is likely to be similar to that of its predecessor,
the Duracon cemented knee prosthesis. This is based on
similarity in the magnitude and pattern of component
migration and on the proportion of knees that were clas-
sified as being “at risk” of loosening.

An increase in MTPM of > 0.2 mm between the first and
second year has been proposed to indicate that patients
are at risk of loosening at ten years.26 The predictive
power for identifying prostheses that are at risk of loosen-
ing at 10 years is reported by Ryd et al26 to be 85%. This
predictive power comprises a relatively poor sensitivity,
but a specificity of 97%. Given this very high specificity,
patients classified as being “at risk” (> 0.2 mm of migra-
tion between one and two years) are highly likely to suffer
from clinical loosening at ten years. It is therefore interest-
ing that 23% of the Duracon components in the present
study were classified as being ‘at risk’, as this is at odds
with data from a number of joint replacement registries
that report superior long-term stability for the Duracon

Table III. Demographics

Demographic Duracon Triathlon p-value

Mean age (yrs) (range) 66 (47 to 84) 69 (47 to 86) 0.121*

Female:male 17:13 22:8 0.279*

Mean body mass index (kg/m2) (range) 28.9 (20.5 to 38.3) 28.7 (19.7 to 39.0) 0.809*

Left:right 15:15 18:12 0.604*

Primary diagnosis (n, %)
Osteoarthritis 29 (97) 29 (97) 1.000*

Avascular necrosis 1 (3) 1 (3) 1.000*

Ahlbäck grade (n, %) 0.012†

II 7 (23) 1 (3)
III 20 (67) 29 (97)
IV 3 (10) 0 (0)
V 0 (0) 0 (0)

Mean operating time (mins) (range) 64 (50 to 105) 66 (50 to 90) 0.452*

Mean hospital stay (days) (range) 4.8 (4 to 7) 5.2 (1 to 16) 0.437*

* t-test 
† Pearson chi-squared test

Table IV. The mean translation and rotation of the tibial component measured by radiostereometric analysis (RSA) at three months, one year and two years
(CI, confidence interval; MTPM, maximal total point motion)

3 months 1 year 2 years

RSA assessment Duracon Triathlon p-value Duracon Triathlon p-value Duracon Triathlon p-value

Mean (95% CI) translation (mm)
Medial–lateral  0.20 (0.06) -0.10 (0.09) 0.04  0.01 (0.09) -0.11 (0.10) 0.09  0.02 (0.10) -0.09 (0.10) 0.165
Caudal–cranial -0.01 (0.07) -0.06 (0.09) 0.426 -0.13 (0.13) -0.15 (0.17) 0.867 -0.10 (0.16) -0.19 (0.22) 0.541
Posterior–anterior  0.17 (0.09) -0.02 (0.09) 0.004  0.13 (0.09) -0.01 (0.11) 0.045  0.17 (0.13)  -0.07 (0.13) 0.058

Mean (95% CI) rotation (°)
Anterior tilt  0.13 (0.16) -0.02 (0.11) 0.127 -0.03 (0.24) -0.13 (0.16) 0.511 -0.09 (0.28) -0.30 (0.20) 0.236
Internal rotation  0.15 (0.31) -0.03 (0.10) 0.288  0.00 (0.12)  0.00 (0.08) 0.968  0.00 (0.14)  0.01 (0.11) 0.947
Varus  0.06 (0.09)  0.12 (0.10) 0.316 -0.01 (0.14)  0.18 (0.15) 0.069 -0.69 (0.20)  0.19 (0.15) 0.056

Mean (95% CI) MTPM (mm)  0.50 (0.19)  0.45 (0.12) 0.649  0.62 (0.14)  0.60 (0.21) 0.862  0.76 (0.18)  0.63 (0.26) 0.462
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0
0 3 6 9

Follow-up (months)

12 15 18 21 24

Triathlon
Duracon

Fig. 2

Graph showing the mean maximum total point motion (MTPM)
for both the Triathlon and Duracon groups over the two-year
follow-up. Error bars denote the 95% confidence interval.
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prosthesis.2,3 The Swedish Knee Registry reports that the
Duracon prosthesis has a relative risk of revision of 1.01
(95% CI 0.86 to 1.2) when compared with the AGC pros-
thesis (Biomet), which is considered to be the “gold stan-
dard” by this registry,3 and the Australian Joint
Replacement Registry reports a cumulative revision rate
of 5.3% at ten years for cemented Duracon TKRs.2 Using
these same RSA criteria, a high proportion of ‘at risk’ com-
ponents have also been reported for cementless TKRs
using the Duracon prosthesis. Hansson et al13 reported
that 56% of porous-coated components had continuous
migration (according to the classification of Ryd et al26),

while 33% of hydroxyapatite-coated components had
continuous migration, whereas registry data reports a
cumulative revision rate for Duracon with cemented fixa-
tion of only 4.2% at ten years.3 Furthermore, while the
proportion of Triathlon components classified as being
‘at risk’ in the present study was lower (17%) than for
Duracon, based on a cumulative revision rate of 2.5% at
five years given by the Australian registry,2 this is also con-
siderably higher than should be expected. This raises a
question as to whether classification according to the
threshold of 0.2 mm introduced by Ryd et al26 in 1995
requires re-evaluation.

Fig. 3b

Graphs showing the individual subsidence for each knee in a) the Duracon and b) the Triathlon group. Each line represents the
migration pattern for an individual patient.

Fig. 3a

Fig. 4b

Graphs showing the individual maximum total point motion (MTPM) for each knee in a) the Duracon and b) the Triathlon
group. Each line represents the migration pattern for an individual patient.

Fig. 4a
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A small amount of continuous migration without sub-
sequent stabilisation has been reported for cemented tib-
ial components as a result of continuous remodelling of
the interface between the proximal tibia and the cement
mantle.43,44 It is perhaps unsurprising therefore that a
large proportion of components showed continuous
migration in this study. Certainly the small positive differ-
ence seen with the Triathlon component in comparison
with the Duracon component mirrors the medium term
data available for these components in the registries; for
example, the five-year revision rate for the Triathlon pros-
thesis ranges from 1.56% to 2.5%, compared with the
five-year revision rate of 3.2% for Duracon.2,45 It must,
however, be noted that the amount of migration mea-
sured in this study is a combination of both the migration
of the tibial component relative to the bone and the
migration of the relatively unconstrained polyethylene
insert relative to the tibial component. The migration of
the tibial insert relative to the tibial component may also
have contributed to the proportion of components that
showed continuous migration in this study. 

It was not possible to report a significant decrease in
migration demonstrated by the Triathlon prosthesis in
this study, despite the difference in the means observed.
This is likely a consequence of the small sample size, and
the expected small difference and supporting evidence
noted in the registry data would likely be a consequence

of the improved kinematics observed for single radius
prostheses.4 Single radius prostheses provide functional
benefits over multi radius prostheses in that patients
require less compensatory adaptation following single
radius knee replacement and less relative hamstring co-
activation to maintain joint stability.6 The single radius
prosthesis provides better support during knee flexion
and extension as well as a more physiological quadriceps
force and more uniform movement.5,46,47 The combina-
tion of these benefits is likely to result in lower mechanical
forces being experienced by single radius prostheses that
in turn should have a positive effect on migration and
increase their mechanical stability over time. However,
longer term follow-up of the Triathlon prosthesis is
needed to confirm this.

A limitation of this study is the small sample size in each
group. A sample size of 25 to 30 patients is reportedly suf-
ficient for the screening of implants using RSA10,25,26;
however, the more ‘at risk’ events that are reported, the
greater the sample size that is required to be confident
that the results obtained from the study groups are gen-
eralisable to the population.48 However, the study is
strengthened in that both the modified implant and its
predecessor were screened under the same conditions in
a randomised controlled trial, which may mitigate the
problem of having a small sample size to some degree.
Furthermore, some confidence in the validity of the RSA

Pre-
operative

3 months 1 year 2 years

100
90
80
70
60
50
40
30
20
10

0

AKSS knee score – Duracon

A
KS

S AKSS knee score – Triathlon
AKSS function score – Duracon
AKSS function score – Triathlon

Fig. 5

Bar chart showing the American Knee Society scores (AKSS; both knee score and function score) for both the
Duracon and Triathlon groups. Error bars denote the 95% confidence interval.

Table V. Clinical outcome scores according to the Knee Injury and Osteoarthritis Outcome Score (KOOS) (CI, confidence interval)

Pre-operative 3 months 1 year 2 years

Mean (95% CI) 
KOOS subscore Duracon Triathlon p-value Duracon Triathlon p-value Duracon Triathlon p-value Duracon Triathlon p-value

Pain 44 (5) 41 (6) 0.455 70 (9) 71 (8) 0.838 81 (7) 74 (7) 0.175 86 (8) 78 (8) 0.216
Symptom 53 (6) 50 (7) 0.478 68 (6) 67 (7) 0.826 78 (6) 75 (7) 0.514 85 (5) 79 (6) 0.196
Activities of daily living 50 (6) 46 (5) 0.346 72 (9) 74 (7) 0.821 84 (6) 73 (8) 0.03 92 (5) 77 (9) 0.025
Sports/recreation 10 (5) 7 (3) 0.247 27 (7) 20 (7) 0.225 39 (11) 30 (12) 0.245 43 (12) 30 (9) 0.111
Quality of life 24 (6) 24 (5) 0.995 56 (9) 52 (8) 0.459 66 (8) 57 (10) 0.14 71 (10) 62 (10) 0.211
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data from this study can be gained because of the similar-
ities in migration, particularly MTPM, with other
cemented tibial components.43,44,49,50 A further limita-
tion is that despite the proposed benefits to knee motion
and stability – due to changing from a multiradius femo-
ral component in the Duracon prosthesis to a single
radius design with the Triathlon prosthesis – no kinematic
assessments or evaluation of the migration characteristics
of the femoral component were made.

The results of this study demonstrate that the tibial
component of the Triathlon knee replacement system has
migration characteristics that are similar to its ‘elderly’
predecessor, the Duracon knee replacement system,
which would indicate that the long-term mechanical sta-
bility of the tibial component of the Triathlon system will
be similar to that of the Duracon system over the longer
term. The Triathlon prosthesis provides benefits of more
uniform movement, lower contact stresses on the tibial
insert and greater stability during knee flexion, however,
further research is required to confirm these benefits in a
clinical setting and more specifically to determine how
the new design features of the Triathlon prosthesis will
affect femoral component stability and mechanical per-
formance of the tibial insert.

The authors would like to thank the study coordinator M. Davidsson for her excellent
help in monitoring the patients and the files, and A. Pearce for assistance with the
preparation of the manuscript.
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