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Abstract
To reduce the window period between HIV-1 infection and the ability to diagnose it, a fourth-

generation immunoassay including the detection of HIV-1 p24 antigen has been developed.

However, because the commercially available systems for this assay use special, high-cost

instruments to measure, for example, chemiluminescence, it is performed only by diagnos-

tics companies and hub hospitals. To overcome this limitation, we applied an ultrasensitive

ELISA coupled with a thio-NAD cycling, which is based on a usual enzyme immunoassay

without special instruments, to detect HIV-1 p24. The p24 detection limit by our ultrasensi-

tive ELISA was 0.0065 IU/assay (i.e., ca. 10-18 moles/assay). Because HIV-1 p24 antigen is

thought to be present in the virion in much greater numbers than viral RNA copies, the value

of 10-18 moles of the p24/assay corresponds to ca. 103 copies of the HIV-1 RNA/assay.

That is, our ultrasensitive ELISA is chasing the detection limit (102 copies/assay) obtained

by PCR-based nucleic acid testing (NAT) with a margin of only one different order. Further,

the detection limit by our ultrasensitive ELISA is less than that mandated for a CE-marked

HIV antigen/antibody assay. An additional recovery test using blood supported the reliability

of our ultrasensitive ELISA.

Introduction
During the window period between infection with human immunodeficiency virus type 1
(HIV-1) and the appearance of detectable antibodies to HIV-1, the infection cannot be diag-
nosed. Attempts to shorten this period have been made using a fourth-generation immunoas-
say that detects both HIV-1/2 IgG/M and HIV-1 p24 antigens [1, 2]. However, most of the
commercially available detection systems for fourth-generation immunoassays use chemilumi-
nescent measurement and thus need special, high-cost, automated measurement instruments.
For this reason, fourth-generation immunoassays are performed only at diagnostics companies
and hub hospitals. To overcome this limitation and to test many samples simultaneously, it is
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important to increase the immunosensitivity of HIV-1 p24 antigen, based on the common
enzyme immunoassay without any use of special instruments.

For example, in 2010 French health authorities mandated a limit of detection of at least
2 IU/mL of HIV-1 p24 antigen for a CE-marked HIV antigen/antibody assay (CE is short for
Conformité Européenne, i.e., European Conformity) [3, 4]. According to this mandate, com-
mercially available assay kits have been manufactured to detect p24 antigen with the limits of
detection ranging from 0.505 to 1.901 IU/mL and from 11.9 to 33.5 pg/mL [4]. The unit of
IU/mL is used for the WHO standard, whereas pg/mL is used for the French SFTS standard
(i.e., recombinant proteins). Because 1 IU/mL is estimated as 10 pg/mL [5] and MW = 24000
for p24, the best sensitivity in these kits is 0.505 IU/mL, which is ca. 2 x 10−16 moles/mL.

Thus far, a lot of methods of detecting p24 antigen have been proposed. For example, an
immune complex transfer enzyme immunoassay showed a limit of detection of 0.24 pg/mL
(i.e., ca. 1 x 10−17 moles/mL) [6, 7]. A cytometric bead assay was developed to detect p24 at
0.4 pg/mL (i.e., ca. 2 x 10−17 moles/mL) [8]. A single-molecule immunosorbent assay detected
p24 at 0.1 pg/mL (i.e., ca. 4 x 10−18 moles/mL) [9]. Although a capacitive immunosensor was
reported to be marvelously capable of detecting p24 at 7.9 x 10−8 pg/mL (i.e., ca. 2 molecules/mL),
this sensor’s limit of detection in human plasma was substantially greater, at 0.12 pg/mL (i.e., ca.
5 x 10−18 moles/mL) [10]. Recently, a microchip Europium nanoparticle immunoassay detected
5 pg/mL (i.e., ca. 2 x 10−16 moles/mL) [11]. In any case, the limit of detection of p24 antigen is
not expected to overcome the sensitivity of 10−17 to 10−18 moles/mL.

However, we have to note HIV testing of many samples requires not only ultrasensitive
HIV-1 p24 detection but also rapidity, simplicity, a reasonable cost, and no need for special
instruments. Recently, Watabe and colleagues developed an ultrasensitive enzyme-linked
immunosorbent assay (ELISA) to determine trace amounts of proteins by combining a conven-
tional ELISA with a thionicotinamide-adenine dinucleotide (thio-NAD) cycling [12]. They
claimed that proteins cannot be amplified like nucleic acids by polymerase chain reaction, but
that a detectable signal for proteins can be amplified.

In their ultrasensitive ELISA (Fig 1), they used 17β-methoxy-5β-androstan-3-ol 3-phosphate as
the substrate for alkaline phosphatase (ALP, EC. 3.1.3.1) linked to a secondary antibody, because it
is easily hydrolyzed by ALP to 17β-methoxy-5β-androstan-3-ol, which shows a highly efficient
thio-NAD cycling. In the thio-NAD cycling, 17β-methoxy-5β-androstan-3-ol is oxidized to 17β-
methoxy-5β-androstan-3-one under a catalytic reaction of 3-hydroxysteroid dehydrogenase
(3-HSD, EC. 1.1.1.50) with a cofactor thio-NAD [13–17]. By the opposite reaction, 17β-methoxy-
5β-androstan-3-one is reduced to 17β-methoxy-5β-androstan-3-ol with a cofactor NADH. During
this cycling reaction, thio-NADH accumulated in a quadratic function-like fashion.

The accumulated thio-NADH can be measured directly at an absorbance of 400 nm without
any interference from other cofactors. This enables the detection of a target protein with ultra-
sensitivity (10−19 moles/assay) by measuring the cumulative quantity of thio-NADH by a col-
orimetric method without any use of special instruments for measurements of fluorescence,
luminescence or radio isotopes. Further, we should note that their ultrasensitive determination
of proteins allows for the detection of trace amounts of proteins only by the application of thio-
NAD cycling reagents to the conventional ELISA system. In the present study, we therefore
applied this ultrasensitive ELISA to the detection of HIV-1 p24 antigen in blood.

Materials and Methods

Chemicals
An HIV-1 p24 antigen that was a WHO International Standard distributed by the National
Institute for Biological Standards and Control (NIBSC), NIBSC code (90/636), was purchased
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from Health Care Technology Foundation (Tokyo, Japan). This antigen was stocked at -20°C
as a 1000 IU/mL solution in distilled water. Before use, it was diluted to 0.1–100 IU/mL with
TBS including 0.1% BSA. We used only one HIV-1 p24 source in the present study because of
the following reason. If the antigen references are different, the data of clinical laboratory
examinations may be different. Such circumstances give rise to confusions. The Common
Technical Specifications of the European Union published in 2009 thus have required ‘the use
of the WHO standard’ (HIV-1 isolate, NIBSC code 90/636; See the following URL. http://eur-
lex.europa.eu/legal-content/EN/TXT/PDF/?uri=CELEX:32009D0108&from=EN) [18]. This
NIBSC code 90/636 is widely used in clinical laboratory examinations as well as by the medical
science researchers.

The primary and secondary antibodies for anti-HIV-1 p24 were derived from an HIV Ag/
Ab kit (Lumipulse Presto, Fujirebio, Tokyo, Japan). This kit is widely used as a fourth-genera-
tion immunoassay for clinical laboratory examinations, and the antibodies are known to detect
HIV-1 p24 antigen in patient blood. The primary antibody consisted of two kinds of monoclo-
nal mouse antibodies (N1-9, N3-3) that were bound with ferrite particles. The secondary anti-
body was a polyclonal rabbit antibody that linked to alkaline phosphatase (ALP, EC. 3.1.3.1).
Thio-NAD and NADH were purchased from Roche (Mannheim, Germany). 3-Hydroxysteroid
dehydrogenase (3-HSD; origin from Comamonas testosteroni, recombinant by E.coli) was pur-
chased from Kikkoman Biochemifa (Tokyo, Japan) and purified by BL (Numazu, Japan). 5β-
Androsterone was purchased from Steraloids (Newport, RI, USA). 17β-Methoxy-5β-andro-
stan-3-ol 3-phosphate was synthesized as described previously [12]. Absorption was measured
(405 nm) with a Corona Electric MTP-500 microplate reader (Hitachinaka, Japan) thermo-
stated at 37°C.

Fig 1. Ultrasensitive detection of HIV-1 p24 antigen by ELISA coupled with a thio-NAD cycling using alkaline phosphatase, androsterone
derivatives, 3α-hydroxysteroid dehydrogenase, and its coenzymes.

doi:10.1371/journal.pone.0131319.g001
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Ultrasensitive ELISA coupled with thio-NAD cycling
To block nonspecific binding sites, 96-well microplates were incubated with 150 μL of TBS
including 1% BSA for 60 min at room temperature, and then washed three times with TBS
including 0.05% Tween 20. The primary antibody solution was added at 50 μL per well. Imme-
diately, HIV-1 p24 antigen was added at 50 μL per well, whereas TBS including 0.1% BSA was
added as a blank value. The microplates were shaken for 60 min at room temperature, and
then washed three times with TBS including 0.05% Tween 20. The secondary antibody solution
was added at 50 μL per well, and the microplates were kept for 60 min at room temperature or
overnight at 4°C. The microplates were washed six times with TBS including 0.05% Tween 20.
To amplify the ELISA signals, a thio-NAD cycling solution of 50 L was added to each well. This
solution contains 1.5 mM NADH, 1.5 mM thio-NAD, 0.25 mM 17β-methoxy-5β-androstan-
3-ol 3-phosphate, and 40 U/mL 3α-hydroxysteroid dehydrogenase in 50 mM Tris-HCl (pH
8.8). Absorbance at 405 nm was measured with a microplate reader every 15 min for 90 min at
37°C.

Additional recovery test
All the experimental procedures were the same as the above ultrasensitive ELISA experiments
without the antigen solution. We prepared four wells (Table 1) containing:

1. 50 μL of TBS including 0.1% BSA. This was used for a blank experiment.

2. 25 μL of TBS including 0.1% BSA and 25 μL of human control serum (QC-RE Type B Low,
Eiken Chemical, Tochigi, Japan). This was also used for a blank experiment.

3. 50 μL of p24 antigen at a concentration of 0.025 IU/50 μL or 0.05 IU/50 μL. This was used
for an additional recovery experiment.

4. 25 μL of p24 antigen at a concentration of 0.025 IU/25 μL or 0.05 IU/25 μL and 25 μL of
human control serum (QC-RE Type B Low, Eiken Chemical, Tochigi, Japan). This was also
used for an additional recovery experiment.

The additional recovery ratio was calculated by [the absorbance of (4) - that of (2)]/[the
absorbance of (3) - that of (1)].

Chemiluminescent enzyme immunoassay as a control experiment
The chemiluminescent enzyme immunoassay was performed by the protocols established by
the manufacturer of an HIV Ag/Ab kit (Lumipulse Presto, Fujirebio). Briefly, the basic ELISA
experiments were the same as our colorimetric ultrasensitive ELISA. However, instead of
amplification of the ELISA signals by a thio-NAD cycling, the chemiluminescent substrate
solution including AMPPD (3-(2’-spiroadamantane)-4-methoxy-4-(3”-phosphoryloxy)

Table 1. Protocol for additional recovery test.

blank sample

solution (1) (2) (3) (4)

TBS including 0.1% BSA (L/well) 50 25 50 25

Human control serum (L/well) 0 25 0 25

HIV-1 p24 antigen (0.025 or 0.05 IU/well) - - + +

doi:10.1371/journal.pone.0131319.t001
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phenyl-1,2-dioxetane disodium salt) was added at 200 L per well and incubated for 4 min at
37°C. Then, the luminescence of 477 nm was measured with a multiplate reader (POLARStar
OPTIMA, BMG Labtech, Ortenberg, Germany).

Limit of detection, limit of determination, and coefficient of variation
The experimental data were obtained by subtracting the mean value of the blank signals from
each of the corresponding measured data. The limit of detection was estimated from the mean
of the blank, the standard deviation of the blank, and a confidence factor of 3. The limit of
determination was estimated by the same method as for the limit of detection, but with the use
of a confidence factor of 10. The coefficient of variation calculated from 4–5 data points was
obtained for 1.0 IU/mL of p24.

Results
We obtained three linear calibration curves for HIV-1 p24 antigen in the range of 0.1 - 1.0 IU/mL
that were provided with the ultrasensitive ELISA coupled with a thio-NAD cycling (Fig 2).
The curves were obtained from the absorbance of thio-NADH at a cycling reaction of 90 min.
The data were measured in different plates. One linear calibration curve is expressed as y =
0.27x + 0.019, R2 = 0.99 (Fig 2A). The limit of detection of p24 was 0.0055 IU/assay (i.e., ca.
2 x 10−18 moles/assay). We thus claim that the ultrasensitive ELISA coupled with a thio-NAD
cycling succeeds in detecting p24 at the attomole level. The minimum limit of determination of
p24 was 0.0275 IU/assay (i.e., ca. 1 x 10−17 moles/assay).

Another linear calibration curve is expressed as y = 0.22x - 0.003, R2 = 1.00 (Fig 2B). The
limit of detection was 0.0075 IU/assay (i.e., ca. 3 x 10−18 moles/assay). The minimum limit of
determination was 0.0240 IU/assay (i.e., ca. 1 x 10−17 moles/assay). Another linear calibration
curve is expressed as y = 0.26x - 0.008, R2 = 0.99 (Fig 2C). The limit of detection was 0.0075 IU/
assay (i.e., ca. 3 x 10−18 moles/assay). The minimum limit of determination of p24 was 0.0210
IU/assay (i.e., ca. 9 x 10−18 moles/assay).

In our measurement system, one assay contained a 50 L solution, and thus our values of the
limit of detection and the minimum limit of determination, which were calculated as a mean
value of the above data, corresponded to 0.13 ± 0.02 and 0.43 ± 0.14 IU/mL (mean ± SD,
n = 3), respectively. These are ca. 6 x 10−17 and 2 x 10−16 moles/mL. That is, even in the expres-
sion of concentration per mL, our value is less than one-tenth of the value that the French
health authorities require [3, 4]. The coefficient of variation was 8% for 1 IU/mL.

For the additional recovery tests, we tested two concentrations for p24 with the serum.
When we used 0.025 IU/well (0.5 IU/mL) p24, the additional recovery ratio was 106.3 ± 7.1%
(mean ± SD, n = 3), and when we used 0.05 IU/well (1.0 IU/mL) p24, the additional recovery
ratio was 101.0 ± 11.4% (mean ± SD, n = 3). That is, the additional recovery test showed that
our ultrasensitive ELISA can detect p24 in blood.

For comparison of our system with a commercially available detection system, a chemilumi-
nescent enzyme immunoassay (Lumipulse Presto, Fujirebio) was used. This assay was not col-
orimetric, and thus it is expensive and requires a special instrument. For this assay, a linear
calibration curve (y = 1038x - 431, R2 = 0.99; note that this curve were obtained by not subtract-
ing the mean value of blank signals at 0 min because of the too-fast reaction of AMPPD.) was
obtained for HIV-1 p24 in the range of 1 - 10 IU/mL. This curve was obtained from the lumi-
nescence of AMPPD at 4 min. The limit of detection of p24 that we obtained was 0.27 IU/mL
(i.e., ca. 1 x 10−16 moles/mL), whereas that of the package insert data of the manufacturer indi-
cates 0.7 IU/mL. The minimum limit of determination of p24 that we obtained was 0.92 IU/mL
(i.e., ca. 4 x 10−16 moles/mL). To our knowledge, this chemiluminescent enzyme immunoassay
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(Lumipulse Presto, Fujirebio) shows the best sensitivity for p24 in commercially available detec-
tion systems in Japan at present. That is, our colorimetric ultrasensitive ELISA shows better sen-
sitivity to some extent than the chemiluminescent enzyme immunoassays, and our system
provides some overwhelming advantages in cost and simplicity without the need for a special
instrument.

Discussion
It is important to diagnose primary HIV-1 infection and begin antiretroviral treatment as early
as possible. Most HIV-1/2 antibody diagnostic tests detect the antibodies for the antigens of
HIV-1 gp41 and HIV-2 gp36, which are highly conservative transmembrane proteins. These
tests are quick and easy, and thus have been widely used in many clinics and public health cen-
ters. However, when only the antibody diagnostic tests are used, there is a long delay (22 days
of window period, for example) before diagnosis is possible [19]. To shorten this delay, HIV-1
p24 antigen, which is expected to increase in number before antibodies emerge, should be
detectable in trace amounts. Generally, the gold standard for diagnosing HIV-1 is PCR-based
nucleic acid testing (NAT) [19], but this is expensive and has infrastructure requirements, a
long measuring time, and high complexity, thereby limiting its usefulness for large numbers of
samples. The ultrasensitive detection of HIV-1 p24 antigen for early diagnosis is thought to be
a simple and reasonable alternative to NAT for monitoring treatment and protecting the blood
supply [20].

As described above, HIV-1 p24 in blood emerges transiently at the very early period after
infection, and its concentration returns to the basal level quickly (for example, see the following
URL. http://www.mayomedicallaboratories.com/articles/hottopics/transcripts/2009/2009-10a-
hiv/10a-2.html). An HIV-1 p24 test is, therefore, very useful as a screening in the early stage of
infection, but it is difficult for us to obtain the blood samples from such patients in the very
early period after infection. In other words, the patients, who have been diagnosed as HIV
infection by commercially available methods, are not suitable for our HIV-1 p24 tests. To over-
come these practical problems, we attempted to perform the additional recovery tests in which
the HIV-1 p24 antigen was added into the control serum. Because our results demonstrated
that the ratio was about 100% for 0.5 IU/mL of HIV-1 p24, which was less than the value
(2 IU/mL) required for a CE-marked HIV antigen/antibody assay (see Introduction), our ultra-
sensitive method is sufficiently thought to detect HIV-1 p24 antigen in human blood obtained
from the patients in the very early period after infection.

We want to reconsider whether NAT is really the gold standard for diagnosing HIV-1. Bar-
letta et al. claimed that the target protein (i.e., HIV-1 p24 antigen) is present in the virion at
much higher numbers than viral RNA copies (approximately 3000 HIV-1 p24 antigen mole-
cules vs. 2 RNA copies per virion) [21]. The 10−18 moles/assay value in our present results cor-
responds to 106 protein molecules/assay. This corresponds to ca. 103 RNA copies/assay.
Although in laboratory conditions a real-time PCR (i.e., NAT) can detect 101-order RNA cop-
ies/assay [18, 22], the limitation of detection is usually 102-order RNA copies/assay [23]. That
is, our ultrasensitive ELISA coupled with a thio-NAD cycling for HIV-1 p24 is chasing the data
obtained by NAT with a margin of only one different order.

Previously, Watabe et al. succeeded in detecting ALP at 10−20 moles/assay by a thio-NAD
cycling reaction of the combination of 3-hydroxysteroid 3-phosphate, 3-HSD, thio-NAD, and

Fig 2. Linear calibration curves for HIV-1 p24 antigen obtained by an ultrasensitive ELISA coupled
with a thio-NAD cycling. The absorbance of thio-NADH was measured at a cycling reaction of 90 min.
Three data measured in different plates are presented as A, B and C. LOD is short for the limit of detection.

doi:10.1371/journal.pone.0131319.g002
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NADH [12]. Thus, our method will hopefully be capable of detecting p24 with sufficient sensi-
tivity to overcome the value obtained with NAT, when much more suitable antibodies become
available.

The CV value (8%) obtained from our experiments seems reasonable. Miedouge and col-
leagues have reported that the CV’s obtained from five different HIV-1 p24 antigen tests, all of
which were commercially available, using a WHO standard were 1.5, 4.8, 5.4, 9.0, and 10.2%,
respectively [3]. These data also support that our ultrasensitive ELISA for HIV-1 p24 is at a
level high enough for practical use.

Recently, the detection level, but not the determination level, of HIV-1 p24 is now advanced
to 1 x 10−18 g/mL (i.e., ca. 2 x 10−23 moles/mL) by nanotechnology [24]. This is an extraordi-
nary sensitivity, and this method has the advantage of being detectable with the naked eye.
However, the specificity and stability of the reactions and the usefulness should be carefully fol-
lowed in the future.

Conclusions
Our ultrasensitive ELISA coupled with a thio-NAD cycling is very convenient because it
requires only the addition of a thio-NAD cycling solution to the usual ELISA without any use
of special instruments. Consequently, the present method reported here can be widely used as
a powerful tool to test many samples simultaneously.

Author Contributions
Conceived and designed the experiments: SW EI. Performed the experiments: ANMK HK
MM TY. Analyzed the data: ANMK EI. Wrote the paper: ANMK SW KNMY TY TMMN EI.

References
1. Pandori MW, Hackett J Jr, Louie B, Vallari A, Dowling T, Liska S, et al. Assessment of the ability of a

fourth-generation immunoassay for human immunodeficiency virus (HIV) antibody and p24 antigen to
detect both acute and recent HIV infections in a high-risk setting. J Clin Microbiol. 2009; 47: 2639–
2642 doi: 10.1128/JCM.00119-09 PMID: 19535523

2. George CRR, Robertson PW, Lusk MJ, Whybin R, RawlinsonW. Prolonged second diagnostic window
for human immunodeficiency virus type 1 in a fourth-generation immunoassay: Are alternative testing
strategies required? J Clin Microbiol. 2014; 52: 4105–4108 doi: 10.1128/JCM.01573-14 PMID:
25210068

3. Miedouge M, Grèze M, Bailly A, Izopet J. Analytical sensitivity of four HIV combined antigen/antibody
assays using the p24WHO standard. J Clin Virol. 2011; 50: 57–60 doi: 10.1016/j.jcv.2010.09.003
PMID: 20926337

4. Ly TD, Plantier JC, Leballais L, Gonzalo S, Lemée V, Laperche S. The variable sensitivity of HIV Ag/Ab
combination assays in the detection of p24Ag according to genotype could compromise the diagnosis
of early HIV infection. J Clin Virol. 2012; 55: 121–127 doi: 10.1016/j.jcv.2012.06.012 PMID: 22795598

5. Sano T, Kondo M, Yoshimura Y, Tachikawa N, Sagara H, Itoda I, et al. Evaluation of a new version of
the human immunodeficiency virus antigen and antibody combination assay with improved sensitivity
in HIV-1 p24 antigen detection. Kansenshogaku Zasshi. 2013; 87: 415–423 PMID: 23984590

6. Hashida S, Ishikawa S, Hashinaka K, Nishikata I, Saito A, Takamizawa A, et al. Optimal conditions of
immune complex transfer enzyme immunoassay for p24 antigen of HIV-1. J Clin Lab. Anal. 1998; 12:
115–120 PMID: 9524296

7. Ishikawa E, Ishikawa S, Hashida S, Hashinaka K. Potential of the immune complex transfer enzyme
immunoassay for antigens and antibodies to improve the sensitivity and its limitations. J Clin Lab Anal.
1998; 12: 154–161 PMID: 9591702

8. Biancotto A, Brichacek B, Chen SS, Fitzgerald W, Lisco A, Vanpouille C, et al. A highly sensitive and
dynamic immunofluorescent cytometric bead assay for the detection of HIV-1 p24. J Virol Methods.
2009; 157: 98–101 doi: 10.1016/j.jviromet.2008.11.013 PMID: 19100289

Ultrasensitive ELISA for HIV-1 p24

PLOS ONE | DOI:10.1371/journal.pone.0131319 June 22, 2015 8 / 9

http://dx.doi.org/10.1128/JCM.00119-09
http://www.ncbi.nlm.nih.gov/pubmed/19535523
http://dx.doi.org/10.1128/JCM.01573-14
http://www.ncbi.nlm.nih.gov/pubmed/25210068
http://dx.doi.org/10.1016/j.jcv.2010.09.003
http://www.ncbi.nlm.nih.gov/pubmed/20926337
http://dx.doi.org/10.1016/j.jcv.2012.06.012
http://www.ncbi.nlm.nih.gov/pubmed/22795598
http://www.ncbi.nlm.nih.gov/pubmed/23984590
http://www.ncbi.nlm.nih.gov/pubmed/9524296
http://www.ncbi.nlm.nih.gov/pubmed/9591702
http://dx.doi.org/10.1016/j.jviromet.2008.11.013
http://www.ncbi.nlm.nih.gov/pubmed/19100289


9. Li J, Xie W, Fang N, Yeung ES. Single-molecule immunosorbent assay as a tool for human immunode-
ficiency virus-1 antigen detection. Anal Bioanal Chem. 2009; 394: 489–497 doi: 10.1007/s00216-009-
2712-1 PMID: 19267241

10. Teeparuksapun K, HedströmM, Wong EY, Tang S, Hewlett IK, Mattiasson B. Ultrasensitive detection
of HIV-1 p24 antigen using nanofunctionalized surfaces in a capacitive immunosensor. Anal Chem.
2010; 82: 8406–8411 doi: 10.1021/ac102144a PMID: 20873850

11. Liu J, Du B, Zhang P, Haleyurgirisetty M, Zhao J, Ragupathy V, et al. Development of a microchip Euro-
pium nanoparticle immunoassay for sensitive point-of-care HIV detection. Biosens Bioelectron. 2014;
61:177–183 doi: 10.1016/j.bios.2014.04.057 PMID: 24880655

12. Watabe S, Kodama H, Kaneda M, Morikawa M, Nakaishi K, Yoshimura T, et al. Ultrasensitive enzyme-
linked immunosorbent assay (ELISA) of proteins by combination with the thio-NAD cycling method.
BIOPHYSICS. 2014; 10: 49–54

13. Skålhegg BA. 3-hydroxysteroid dehydrogenase from Pseudomonas testosteroni: kinetic properties
with NAD and its thionicotinamide analogue. Eur J Biochem. 1975; 50: 603–609 PMID: 234846

14. Ueda S, Oda M, Imamura S, Ohnishi, M. Kinetic study of the enzymatic cycling reaction conducted with
3-hydroxysteroid dehydrogenase in the presence of excessive thio-NAD+ and NADH. Anal Biochem.
2004; 332: 84–89 PMID: 15301952

15. Zhang GH, Cong AR, Xu GB, Li CB, Yang RF, Xia TA. An enzymatic cycling method for the determina-
tion of serum total bile acids with recombinant 3α-hydroxysteroid dehydrogenase. Biochem Biophys
Res Commun. 2005; 326: 87–92 PMID: 15567156

16. Matsuoka T, Ueda S, Matsumoto H, Kawakami M. An ultrasensitive enzymatic method for measuring
mevalonic acid in serum. J Lipid Res. 2012; 53: 1987–1892 doi: 10.1194/jlr.D028621 PMID: 22715156

17. Iwai A, Yoshimura T, Wada K, Watabe S, Sakamoto Y, Ito E, et al. Spectrophotometric method for the
assay of steroid 5α-reductase activity of rat liver and prostate microsomes. Anal Sci. 2013; 29: 455–
459 PMID: 23574674

18. Commission decision on common technical specifications for in vitro diagnostic medical devices. Off J
Eur Commun. 2009; L39: 3–49

19. Patel P, Mackellar D, Simmons P, Uniyal A, Gallagher K, Bennett B, et al. Detecting acute human
immunodeficiency virus infection using 3 different screening immunoassays and nucleic acid amplifica-
tion testing for human immunodeficiency virus RNA, 2006–2008. Arch Intern Med. 2010; 170: 66–74
doi: 10.1001/archinternmed.2009.445 PMID: 20065201

20. Schüpbach J, Böni J, Flepp M, Tomasik Z, Joller H, Opravil M. Antiretroviral treatment monitoring with
an improved HIV-1 p24 antigen test: an inexpensive alternative to tests for viral RNA. J Med Virol.
2001; 65: 225–232 PMID: 11536227

21. Barletta JM, Edelman DC, Constantine NT. Lowering the detection limits of HIV-1 viral load using real-
time immuno-PCR for HIV-1 p24 antigen. Am J Clin Pathol. 2004; 122: 20–27 PMID: 15272526

22. Wagatsuma A, Sadamoto H, Kitahashi T, Lukowiak K, Urano A, Ito E. Determination of the exact copy
numbers of particular mRNAs in a single cell by quantitative real-time RT-PCR. J Exp Biol. 2005; 208:
2389–2398 PMID: 15939778

23. Yokoyama S. The present status of nucleic acid amplification testing (NAT) in Japanese blood program.
Jpn J Transfusion Med. 2002; 48: 279–285

24. de la Rica R, Stevens MM. Plasmonic ELISA for the ultrasensitive detection of disease biomarkers with
the naked eye. Nat Nanotechnol. 2012; 7: 821–824. doi: 10.1038/nnano.2012.186 PMID: 23103935

Ultrasensitive ELISA for HIV-1 p24

PLOS ONE | DOI:10.1371/journal.pone.0131319 June 22, 2015 9 / 9

http://dx.doi.org/10.1007/s00216-009-2712-1
http://dx.doi.org/10.1007/s00216-009-2712-1
http://www.ncbi.nlm.nih.gov/pubmed/19267241
http://dx.doi.org/10.1021/ac102144a
http://www.ncbi.nlm.nih.gov/pubmed/20873850
http://dx.doi.org/10.1016/j.bios.2014.04.057
http://www.ncbi.nlm.nih.gov/pubmed/24880655
http://www.ncbi.nlm.nih.gov/pubmed/234846
http://www.ncbi.nlm.nih.gov/pubmed/15301952
http://www.ncbi.nlm.nih.gov/pubmed/15567156
http://dx.doi.org/10.1194/jlr.D028621
http://www.ncbi.nlm.nih.gov/pubmed/22715156
http://www.ncbi.nlm.nih.gov/pubmed/23574674
http://dx.doi.org/10.1001/archinternmed.2009.445
http://www.ncbi.nlm.nih.gov/pubmed/20065201
http://www.ncbi.nlm.nih.gov/pubmed/11536227
http://www.ncbi.nlm.nih.gov/pubmed/15272526
http://www.ncbi.nlm.nih.gov/pubmed/15939778
http://dx.doi.org/10.1038/nnano.2012.186
http://www.ncbi.nlm.nih.gov/pubmed/23103935

