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without any complication.

CASE REPORT

Case 1
A 58-year-old woman presented with severe headache for 3 

days. She was alert and had no focal neurological deficit. Physi-
cal examination showed severe neck stiffness (Hunt & Hess 
grade II). Brain CT showed subarachnoid hemorrhage on both 
Sylvian cisterns, anterior interhemispheric fissure, and right 
ambient cistern (Fisher grade III). A round, slightly hyperdense 
lesion was also seen on the suprasellar cistern. Computed to-
mography angiograms (CTA) demonstrated a giant basilar bi-
furcation aneurysm, which was considered ruptured, and an un-
ruptured anterior communicating artery (AComA) aneurysm 
(Fig. 1A, B, C). Time of flight (TOF) magnetic resonance angio-
grams (MRA) clearly visualized the inflow zone of basilar bifur-
cation aneurysm from the orifice to the dome. However, the 
basal portion of the aneurysm was not definitely visualized be-
cause of stagnant-low flow (Fig. 1D, E). 

Digital subtraction angiography (DSA) showed a 25×18×17 
mm broad necked (12 mm) basilar bifurcation giant aneurysm. 

INTRODUCTION

The endovascular treatment of wide-necked bifurcation an-
eurysms remains challenging despite of the recent advances in 
endovascular devices and techniques. Various techniques, such 
as the balloon remodeling technique, stent assisted coiling, the 
Y stent construct, and multiple microcatheter techniques have 
been developed to manage these challenging aneurysms1,2,9,15). 
However, in wide-necked basilar bifurcation aneurysms, it can 
be difficult to catheterize bilateral distal posterior cerebral ar-
tery (PCA) segments if the angles between PCAs and the basi-
lar artery are acute. In such case, the balloon remodeling tech-
nique and the Y stent construct is not possible. On the other 
hand, waffle-cone technique, which involves the passage and 
deployment of a stent in the proximal neck of an aneurysm, can 
allow parent artery and major branch preservation. Further-
more, this technique has been described as a viable option in 
patients with a wide-necked aneurysm, otherwise not amena-
ble to endovascular treatment13,14). 

The authors report two cases of wide-necked basilar bifurca-
tion aneurysms treated using the waffle-cone technique using a 
Solitaire AB stent (ev3 Inc., Irvine, CA, USA) that were resolved 
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technique. An Echelon-10 microcatheter (ev3 Inc., Irvine, CA, 
USA) was then placed deeply into the aneurysmal sac near the 
neck portion beyond the dome, and a proximal marker was lo-
cated inside the aneurysm. A Solitaire AB intracranial stent 
(4×20 mm) was advanced through the Rebar-18 catheter and de-

The orifices of both PCAs and superior cerebellar arteries (SCAs) 
were observed to be incorporated in the giant aneurysm by 3-di-
mensional rotational angiography. However, main flow to left 
PCA came from the left internal carotid artery through the pos-
terior communicating artery, which suggested a lower likeli-
hood of PCA infarction after coil em-
bolization even if the left PCA origin 
was accidentally occluded (Fig. 2A, B, 
C). Accordingly, coil embolization was 
planned for both aneurysms. 

Embolization procedures
Embolization procedures were per-

formed under general endotracheal an-
esthesia. After bilateral femoral arterial 
puncture, the unruptured small ACo-
mA aneurysm was obliterated first with 
endovascular coils via a right femoral 
route, and then 6F and 5F Envoy guid-
ing catheters (Cordis neurovascular, Mi-
ami, FL, USA) were placed in the left 
and right vertebral arteries (VAs), re-
spectively via bilateral femoral arterial 
routes. Rebar-18 microcatheter (ev3 
Inc., Irvine, CA, USA) was then navigat-
ed through the right side 5F guiding 
catheter and placed into the giant aneu-
rysm lumen, and two microcatheters 
were navigated through the left side 6F 
guiding catheter for double catheter 

Fig. 1. Case 1. Brain CT, CT angiograms (CTAs) and time of flight MR angiograms showing a basilar 
bifurcation giant aneurysm and a small anterior communicating artery (AComA) aneurysm. Brain CT 
(A) showing a subarachnoid hemorrhage in both Sylvian cisterns, the anterior interhemispheric fis-
sure and right ambient cistern (Fisher grade III). A round, slightly hyperdense lesion depicted in the 
suprasellar cistern. CTAs (B and C) demonstrating a large basilar bifurcation aneurysm, which was 
considered ruptured, and an AComA small unruptured aneurysm. MR angiograms (D and E) clearly 
visualizing the inflow zone of a basilar bifurcation aneurysm from orifice to dome. The basal portion 
of aneurysm was not definitely visualized because of stagnant blood flow.
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Fig. 2. Case 1. Preoperative, intraoperative and postoperative digital subtraction angiography. Preoperative AP (A) and lateral (B) vertebral angiograms 
showing a broad-necked giant basilar bifurcation aneurysm. Left posterior cerebral arteries (PCA) flow was visualized faintly, suggesting dominant 
flow from the posterior communicating artery. The orifices of both PCAs and superior cerebellar arteries (SCAs) were found to be incorporated in the 
giant aneurysm by 3-dimensional rotational angiography (3DRA) (C). A Solitaire intracranial stent (4×20 mm) is deployed into the aneurysmal sac dis-
tally, and into the distal basilar artery proximally in a ‘waffle-cone’ manner to protect the orifices of the right P1 and both SCAs (D). Partial obliteration 
of the giant basilar bifurcation aneurysm is achieved after 31 packing coils using the double catheter technique (E-H). Postoperative 3DRA demon-
strating patent flow to both PCAs and SCAs (I).  
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therapy (aspirin 100 mg and clopidogrel 75 mg daily) was start-
ed after the procedure. She was discharged to home at 1 week 
postoperatively. 

Case 2
An 81-year-old man, who presented with dizziness due to a 

brain stem infarction was referred to our department. He was 
alert without focal neurological deficit. CTA showed a large un-
ruptured basilar bifurcation aneurysm. DSA also demonstrated a 
large basilar bifurcation aneurysm (13×12×10 mm) with a 10 
mm neck. Both P1 originated from the aneurysm (Fig. 3A, B, C). 
After 7 days of dual antiplatelet therapy, endovascular treatment 
using the waffle-cone technique was performed. 

Under general endotracheal anesthesia, a 6F Envoy guiding 
catheter was placed on the left VA, and then a 4×20 mm Soli-
taire AB stent was deployed through a Rebar-18 microcatheter 
into the aneurysmal sac distally, and distal basilar artery proxi-
mally in a waffle-cone manner to protect the orifices of both 
P1s and to support the coil mass (Fig. 3D). Aneurysm selection 
was made through the stent lumen with a second microcathe-
ter. Neck remnant of large basilar bifurcation aneurysm was 
achieved with 11 coils, with sparing of flow in both PCAs (Fig. 
3E, F). Postoperatively, he was recovered well, and was dis-
charged to home 4 days after the procedure.

DISCUSSION

Endovascular treatment of wide-necked large to giant bifur-
cation aneurysm is still challenging. 
Simple coiling is usually not possible, 
and various technical modifications 
have been developed and employed to 
treat this challenging lesions. These in-
clude the balloon remodeling tech-
nique, stent assisted coiling, the Y stent 
construction, and multiple microcathe-
ter techniques3,5-7). However, if  major 
arteries are incorporated with the aneu-
rysmal fundus, and superselection of 
distal major vessels is not possible due 
to acute angles between the parent ar-
tery and distal vessels, it is not possible to 
place a stent across the aneurysmal neck. 
In this situation, the distal portion of a 
stent can be placed into the aneurysm 
sac beyond the neck to provide neck 
support for subsequent coiling. This in-
tra-/extra-aneurysmal stent placement 
for the management of wide necked bi-
furcation aneurysms was first described 
by Horowitz et al. in 2006 as the “waffle-
cone” technique because of the appear-
ance of the stent-coil combination after 

ployed into the aneurysmal sac distally (initially 8 mm, finally re-
deployed at 5 mm), and in the distal basilar artery proximally in a 
‘waffle-cone’ manner to protect the orifices of the right P1 and 
both SCAs. The flared distal stent tip was located above about 5 
mm above the aneurysmal neck (Fig. 2D). The waffle-cone 
shaped stent served as a buttress for the coil frame to prevent 
compromise of the right PCA, and flow in both SCAs. After stent 
deployment, the Rebar-18 catheter was withdrawn to the right 
VA level to improve basilar artery flow. Another microcatheter of 
Prowler Select Plus (Cordis neurovascular, Miami, FL, USA) was 
then introduced and the aneurysm was selected through the Soli-
taire stent lumen. A stable coil frame was made using Axium 14 
mm×40 cm and Axium 12 mm×40 cm coils through two differ-
ent microcatheters. Packing with a total of 31 coils resulted in 
partial obliteration of the giant aneurysm, leaving a neck rem-
nant (Fig. 2E-I). Activated coagulation time (ACT) monitoring 
was performed from the beginning on the procedure. A target 
ACT of between 250 and 300 seconds was maintained, and a 
3000 unit of heparin was injected intravenously just prior to stent 
deployment followed by 1.000 unit per hour. Plavix (300 mg) was 
administered via an L-tube by an anesthesiologist after packing 
several coils. After coiling, 0.5 mg of Agrastat was infused 
through the microcatheter to prevent thromboembolic compli-
cations. 

Postoperative course
The patient recovered uneventfully after the procedure. Intra-

venous heparin was maintained for 24 hours. Dual antiplatelet 

Fig. 3. Case 2. Preoperative, intraoperative and postoperative digital subtraction angiography. 
Preoperative AP (A) and lateral (B) vertebral angiograms showing a broad-necked, large aneurysm 
of basilar bifurcation. Both P1s are incorporated in the aneurysm by 3-dimensional rotational angi-
ography (C). A 4×20 mm Solitaire stent is deployed into the aneurysmal sac distally, and the distal 
basilar artery proximally in a waffle-cone manner to protect the orifices of both P1s and to support 
the coil mass (D). Near complete obliteration of the large basilar bifurcation aneurysm is achieved 
with 11 coils, while sparing flows of both PCAs (E and F). PCA : posterior cerebral artery.
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fundus and deployed avoiding the risks of periprocedural rup-
ture. However, when a Solitaire stent is used, the risk of aneu-
rysmal perforation is probably reduced because there is no dis-
tal platinum wire.

It is important to obliterate the inflow zone of an aneurysm to 
prevent coil compaction or recanalization. Thus, the identifica-
tion of the inflow zone is an important aspect of the endovascu-
lar procedure. In our case 1, TOF MRA clearly visualized the 
inflow zone of the basilar bifurcation aneurysm from orifice to 
dome, but the basal portion was not clearly visualized because 
of the stagnant slow flow. Turbulent flow is likely to reduce TOF 
MRA signal intensity because of phase dispersion, and further-
more, slow flow signals are reduced by the saturation effect4). 
Owing to this character, TOF MRA is useful for detecting aneu-
rysm inflow zone, which aids the coil embolization procedure4). 

Even though the waffle-cone technique is a valuable alterna-
tive the stent application technique, it has several limitations. 
First, preservation of distal branches arising from the aneurys-
mal neck is not always guaranteed. Another limitation is associ-
ated with increased flow through stent directly to the aneurysm, 
because direct flow stress can cause coil compaction and subse-
quent recanalization. Early follow up angiography is mandatory 
for patients treated using the waffle cone technique. 

Stent-assisted coiling such as, Y-configured double stenting or 
cross-over stenting procedure must be considered to be the first 
treatment options. Nevertheless, the waffle-cone technique pro-
vides an innovative alternative when it is difficult to catheterize 
distal segments bilaterally.

CONCLUSION

We report two cases of a wide-necked basilar bifurcation an-
eurysms treated using the waffle-cone technique using a Soli-
taire stent without complication. Because distal vessel preserva-
tion is not always guaranteed during coiling when this technique 
is used, Y-configured double-stenting or cross-over stenting 
procedure must be considered as the treatments of choice. Nev-
ertheless, our results demonstrate that the waffle-cone tech-
nique provides an innovative alternative to conventional stent 
applications when it is difficult to catheterize bilateral distal seg-
ments in wide-neck bifurcation aneurysms.
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